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Abstract
Objectives: High definition laryngoscopy (HDL) could lead to better interpretation 
of the pharyngeal and laryngeal mucosa than regularly used fiberoptic laryngoscopy 
(FOL). The primary aim of this study is to quantify the diagnostic advantage of HDL 
over FOL in detecting mucosal anomalies in general, in differentiating malignant from 
benign lesions and in predicting specific histological entities. The secondary aim is to 
analyse image quality of both laryngoscopes.
Design: Retrospective paired analysis with multiple observers evaluating endoscopic 
videos simulating daily clinical practice.
Setting: A tertiary referral hospital.
Participants: In 36 patients, both FOL and HDL videos were obtained. Six observers 
were provided with additional clinical information, and 36 FOL and HDL videos were 
evaluated in a randomised order.
Main outcome measures: Sensitivity, specificity, positive and negative predictive 
value and diagnostic accuracy of observers using both flexible laryngoscopes were 
calculated for detection of mucosal lesions in general and uncovering malignant le-
sions. Sensitivities were calculated for prediction of specific histological entities. 
Image quality (scale 1-10) was assessed for both flexible laryngoscopes.
Results: HDL reached higher sensitivity compared to FOL for detection of mucosal 
abnormalities in general (96.0% vs 90.4%; P = .03), differentiating malignant from 
benign lesions (91.7% vs 79.8%; P = .03) and prediction of specific histological entities 
(59.7% vs 47.2%; P < .01). Image quality was judged better with HDL in comparison 
with FOL (mean: 8.4 vs 5.4, P < .01).
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1  | INTRODUC TION

Visualisation of the upper aerodigestive tract is essential in the 
diagnostic process of pharyngeal and laryngeal lesions.1 Especially 
distinguishing benign from malignant mucosal lesions is of impor-
tance because early detection of pharyngeal or laryngeal cancer 
improves survival.2-4 Although first described in 1954, flexible 
fiberoptic laryngoscopy (FOL) is still commonly used worldwide.5,6 
In FOL glass fibres transmit light through the fibrescope to com-
pose the acquired image.7 A disadvantage of the commonly used 
FOL could be the overlooking of small epithelial changes. Also, 
the differentiation between benign and malignant tumours in vivo 
seems to be difficult.4 Very early malignant disease presents as 
low-contrast unspecific mucosal changes with superficial redden-
ing and superficial roughness.4,8 Insufficient optical resolution neg-
atively influences its correct interpretation, and it depends on the 
clinical experience whether this will be detected.8-10 Imaging like 
computed tomography, magnetic resonance imaging and fluoro-
deoxyglucose-positron emission tomography provides informa-
tion about the extension of tumours and lymph node metastasis 
but fails to identify superficial mucosal abnormalities.10 In the last 
decades, medical imaging technology has improved tremendously 
and this has resulted in more detailed medical photos.11 Next to 
FOL, standard definition endoscopy, also called digital chip-on-tip 
endoscopy, was introduced in 1983.12-15 This endoscope consists 
of a small light-sensitive charge-coupled device (CCD) in the tip of 
the endoscope which functions as a miniature TV camera.7,13-15 
The image is transmitted through the endoscope to a video pro-
cessor in the form of a digital signal.15 Image quality of distal chip 
technology is validated better in comparison to FOL.16 Nowadays, 
high definition images, which have 850.000 to 1 million pixels, can 
be used in flexible high definition laryngoscopy (HDL).13

HDL is a new diagnostic tool presumably leading to better 
interpretation of the inspected mucosa and earlier detection of 
head and neck cancer. However, the advantage of HDL has never 
been quantified before. HDL needs to pass the ubiquitous tech-
nology adoption life cycle and, like any other technology, has to be 
adopted by five categories of consumers.17 Innovators and early 
adopters are willing for changes and adopt new ideas but late ma-
jority need extensive statistical evidence of new technology to be 
convinced of the benefits for the patient.18 Other barriers could 
be the believe of medical professionals that the new technology 
does not show an improved performance in comparison with the 
standard technology.17

The primary aim of this study is to quantify the advantage of HDL 
over FOL in detecting mucosal anomalies in general, differentiating 
malignant from benign lesions and predicting specific histological 

entities in pharynx and larynx. The secondary aim is to analyse the 
image quality of both laryngoscopes.

2  | MATERIAL S AND METHODS

2.1 | Ethical considerations

The Institutional Review Board of the University Medical Centre 
Groningen assessed this retrospective study and judged that there 
was no need for approval based on the Dutch Medical Research Law 
(Wet medisch-wetenschappelijk onderzoek met mensen [WMO]).

2.2 | Patients

In this study, we included archived pharyngeal and laryngeal endo-
scopic videos of 51 patients collected routinely during diagnostic pro-
cedures between June 2014 and October 2017. Patient data, videos 
and histopathological results were assembled from the electronic 
patient records. Inclusion criteria were availability of both one FOL 
video and one HDL video of the same lesion. Both videos had to be 
recorded within a maximum of 3 months without treatment between 
both endoscopies. Videos of normal pharynges and larynges were also 
included in order to assess the detection rate of lesions. In total, 15 
lesions were excluded because either an FOL or HDL video was not 
available (n = 10), the lesion altered between the two video recordings 
(n = 1), the histological diagnosis was not possible to classify (n = 2) or 
the interval between the two recordings extended 3 months (n = 2). 
Figure 1 shows examples applied in our study group.

Conclusions: HDL is superior to FOL in detecting mucosal anomalies in general, malig-
nancies and specific histological entities. Image quality is considered as superior using 
HDL compared to FOL.

Keypoints

• High definition laryngoscopy (HDL) could lead to better 
interpretation of the pharyngeal and laryngeal mucosa 
than regularly used fiberoptic laryngoscopy (FOL).

• Six observers evaluated FOL and HDL videos (paired 
analysis) of 36 patients in a randomized order.

• Sensitivities of HDL were significantly higher compared 
with FOL for detecting mucosal lesions in general, dif-
ferentiating malignant from benign lesions and for pre-
dicting specific histological entities.

• Although FOL is still commonly applied, it is advised to 
use HDL in the standard flexible endoscopic evaluation 
of the pharyngeal and laryngeal mucosa.
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2.3 | Procedure

For FOL, a flexible fiberoptic rhinolaryngoscope ENF GP (Olympus 
Medical Systems), which was connected to a Matrix E camera pro-
cesser (Xion Gmbh), and for HDL, a flexible video rhinolaryngoscope 
ENF VH (Olympus Medical Systems), which was coupled to a HD 
monitor, were used. After using FOL for examination, patients gave 
informed consent and were included in a prospective HD-NBI study. 
These patients (89%) underwent HDL as an additional examination 
for that study. In four patients (11%), FOL was followed by HDL due 
to uncertainty of the diagnosis. When a patient had a suspicious le-
sion, a biopsy was taken or the lesion was resected completely. The 
pathologist assigned the diagnosis of the biopsy.

The videos were edited to acquire fragments with a maximum 
duration of 10 seconds by using Windows Movie Maker 2012 
(Microsoft Corp.). For this study, the HDL videos were edited into 
videos without narrow band imaging. Furthermore, we edited the 
videos into comparable views of the lesion, that is we showed the 
lesion from the same distance in both videos and gave an over-
view of the place of the lesion in each video. Questionnaires were 
made by using Microsoft Access 2010 database (Microsoft Corp.), 
and patient characteristics (gender, age, intoxications, brief recap 
of medical history) were added to each video. Questionnaires 
and videos were shown in random order to each observer in-
dependently by using a HD screen (Samsung Modelcode: 
UE50ES6100, Softwareversion: T-MST10PDEUC-1032.0, BT—G, 
SAMSUNG, Seoul, South Korea). First, observers had to classify 
the lesion into benign or malignant after displaying the video for 
maximal two times, and secondly, they had to choose a diagnosis 

from a presented table (Table 1). Observers had the possibility to 
choose from a variety of diagnoses even if there were no cases 
with these diagnosis included. Thirdly, observers had to judge the 
image quality on a scale from zero to ten (ie 0 = very poor image 
quality, 10 = excellent image quality). Each observer had a maxi-
mum of 30 seconds to judge each video. In this way, six observers 
assessed 72 videos (ie both FOL and HDL performed in 36 pa-
tients) which resulted in 432 observations. All six observers had at 
least 5 years of experience in the field of laryngology and/or head 
and neck oncology.

2.4 | Statistical analysis

Statistical analysis was performed using SPSS version 22.0 (IBM 
Corp.). The sensitivity, specificity, positive predictive value (PPV), 
negative predictive value (NPV) and diagnostic accuracy were calcu-
lated of both FOL and HDL for the detection of a mucosal lesion and 
of a malignant lesion in the pharynx and larynx. Sensitivities for pre-
diction of a specific histological entity were calculated for each la-
ryngoscope. The chi-squared test was used to analyse differences in 
sensitivities, specificity, PPV, NPV and diagnostic accuracy between 
both techniques. Furthermore, for each video the mean sensitivity 
of all six chosen diagnoses was calculated. Wilcoxon signed-rank 
test for matched pair samples was performed to compare the val-
ues of FOL and HDL and to evaluate the difference in image qual-
ity between both laryngoscopes. In this study, a P-value < 0.05 was 
considered as significant.

F I G U R E  1   Representative pictures of FOL and HDL. FOL, 
fiberoptic laryngoscopy; HDL, high definition laryngoscopy; 1, 
normal; 2, hyperkeratosis/parakeratosis

TA B L E  1   Score list out of which observers could choose their 
most probable diagnosis and frequencies of FOL and HDL videos 
per diagnosis, respectively

Score list
Frequencies of FOL and HDL 
videos per diagnosis

Diagnosis Frequency %

Normal 3 8.3

Cyst 0 0

Metaplasia, hyperplasia 3 8.3

Scar tissue, granulation 2 5.6

Hyperkeratosis, parakeratosis 3 8.3

Lymphoid tissue 2 5.6

Inflammation 3 8.3

Radiotherapy sequelae 3 8.3

Mild dysplasia 0 0

Severe dysplasia 0 0

Squamous cell carcinoma 14 38.9

Othera  3 8.3

Abbreviations: FOL, fiberoptic laryngoscopy; HDL, high definition 
laryngoscopy.
aDiagnosis papilloma, granulation or hemangioma 
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3  | RESULTS

Frequencies of the included 36 specific histopathological entities 
are demonstrated in Table 1. Table 2 shows an overview of the 
patient characteristics. In total, 23 men and 13 women were in-
cluded (average age 61.9 years; SD 10.47, range: 44-84 years). The 
median interval between the recorded images using FOL and HDL 
was 1.6 weeks (SD 2.2, range: 0-12 weeks). Of all lesions, 47.2% 
were located in the glottis (n = 17). The majority of the patients 
had a blank ENT history (63.9%, n = 23); in three patients (8.3%), 
a CO2 laser excision was performed earlier and 16.7% (n = 6) did 
have radiotherapy because of a laryngeal malignancy in medical 
history.

3.1 | Detection of mucosal lesions in general and 
differentiating malignant from benign lesions

As demonstrated in Table 3, pharyngeal and laryngeal disease was 
correctly distinguished from normal mucosa in 90.4% (FOL) and 
96% (HDL) of 198 videos with a mucosal lesion (P = .03). HDLs´ 
specificity (50%), PPV (95.5%) and NPV (52.9%) were higher in 
comparison with FOL (33.3%, 93.1%, 24%, respectively, but not 
statistically significant (NS)). Accuracy was highest with HDL for 
detection of a mucosal lesion (FOL 85.6% versus (vs) HDL 92.1%, 
P = .03).

Malignant lesions (ie squamous cell carcinoma) were correctly 
differentiated from both benign lesions and normal mucosa in 79.8% 
(FOL) and in 91.7% (HDL), that is 11.9% difference in favour of HDL 
(P = .03). Specificity and PPV did not differ between the laryngo-
scopes (FOL 80.3% and 72% vs HDL 79.6% and 74%, respectively, 
NS). NPV and accuracy were higher with HDL (FOL 86.2% and 80.1% 
vs HDL 93.8% and 84.3%, respectively, NS, Table 3).

3.2 | Prediction of specific histological entities and 
image quality

Table 4a, demonstrates that overall sensitivity of FOL was 47.2% as 
compared to 59.7% of HDL (P < .01) in correctly predicting specific 
histological entities. It was found that the sensitivity for identifying 
squamous cell carcinoma as a specific histological entity was higher 
by using HDL (FOL 72.6% vs HDL 83.3%, P = .09) and for detecting 
radiotherapy sequelae with 33% higher with HDL (FOL 50.0% vs HDL 
83.3%, P = .04). Paired analysis showed a higher sensitivity of HDL 
compared to FOL for mean sensitivities of predicting specific histo-
logical entities (P = .07) and for image quality (mean: 8.4 vs 5.4, P < .01, 
Table 4b).

TA B L E  2   Patient characteristics of all included patients (n = 36)

Age, years (median, range) 61.9 y; SD 10.47, 
range: 44-84 y

Gender

Men 23 (63.9%)

Woman 13 (36.1%)

Interval between recorded images (me-
dian, range)

1.6 wk; SD 2.2, range: 
0-12 wk

Location of the lesion

Glottic 17 (47.2%)

Supraglottic 5 (13.9%)

Hypopharynx 4 (11.1%)

Oropharynx 7 (19.4%)

Hypopharynx and oropharynx 1 (2.8%)

Larynx and pharynx 1 (2.8%)

Glottic and supraglottic 1 (2.8%)

Abbreviations: SD, standard deviation; ENT, ear, nose, throat; FOL, 
fiberoptic laryngoscopy; HDL, high definition laryngoscopy.

TA B L E  3   Diagnostic values of FOL and HDL for detecting a mucosal lesion in general and for differentiating a malignant lesion from a 
benign lesion

Videos

Detection of a mucosal lesion Detection of a malignant lesion

FOL (%) HDL (%) Χ2 P-value* FOL (%) HDL (%) Χ2 P-value*

Sensitivity 90.40 (179 of 
198)

95.96 (190 of 
198)

4.81 0.03 79.76 (67 of 84) 91.67 (77 of 84) 4.86 0.03

Specificity 33.33 (6 of 18) 50.00 (9 of 18) 1.03 0.31 80.30 (106 of 
132)

79.55 (105 of 
132)

0.02 0.89

PPV 93.72 (179 of 
191)

95.48 (190 of 
199)

0.59 0.44 72.04 (67 of 90) 74.04 (77 of 
104)

0.10 0.75

NPV 24.00 (6 of 25) 52.94 (9 of 17) 3.69 0.55 86.18 (106 of 
123)

93.75 (105 of 
112)

3.67 0.06

Accuracy 85.65 (185 of 
216)

92.13 (199 of 
216)

4.59 0.03 80.09 (173 of 
216)

84.26 (182 of 
216)

1.28 0.26

Abbreviations: PPV, positive predictive value; NPV, negative predictive value; FOL, fiberoptic laryngoscopy; HDL, high definition laryngoscopy.
Bold and italic values indicate the statistically significant P < 0.05 
*Chi-squared test. 
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As shown in the overview of sensitivities in Figure 2, HDL 
reached significantly higher sensitivities compared to FOL for the 
detection of mucosal lesions, for differentiating malignant from be-
nign lesions and for predicting specific histological entities.

4  | DISCUSSION

4.1 | Key findings

To the best of our knowledge, this is the first study using videos 
directly comparing the commonly used FOL with the recently devel-
oped HDL to quantify the value in the diagnostic process of pharyn-
geal and laryngeal lesions. This study showed that HDL is superior 
(P < .05) to FOL in the detection of mucosal abnormalities in general 

(FOL 90.4% vs HDL 96.0%), in discriminating malignant from benign 
lesions (FOL 79.8% vs HDL 91.7%) and even in prediction of specific 
histological entities (FOL 47.2% vs HDL 59.7%). Moreover, image 
quality was considered as superior using HDL compared to FOL 
(mean: FOL 5.4 vs HDL 8.4, P < .01).

4.2 | Strengths of the study

This study was designed to combine a simulation of daily clinical 
practice with a reliable method of paired statistical analysis with 
multiple observers to obtain a scientifically solid conclusion which 
could be translated into daily clinical care. Daily clinical practice was 
simulated by using pharyngeal and laryngeal videos instead of pho-
tographs. By presenting information about the patients’ risk factors 

TA B L E  4   (a) Sensitivity per diagnosis for prediction of a specific histological entity and (b) paired analysis for overall sensitivity and image 
quality of FOL and HDL

(a) FOL (%) HDL (%) χ2 P-value*

Normal 33.33 (6 of 18) 38.90 (7 of 18) 0.12 0.73

Metaplasia, hyperplasia 5.56 (1 of 18) 5.56 (1 of 18) 0 1

Scar tissue, granulation 25.00 (3 of 12) 33.33 (4 of 12) 0.20 0.65

Hyperkeratosis, parakeratosis 33.33 (6 of 18) 44.44 (8 of 18) 0.47 0.49

Lymphoid tissue 25.00 (3 of 12) 33.33 (4 of 12) 0.20 0.65

Inflammation 22.22 (4 of 18) 33.33 (6 of 18) 0.55 0.46

Radiotherapy sequelae 50.00 (9 of 18) 83.33 (15 of 18) 4.50 0.04

Other 50.00 (9 of 18) 77.78 (14 of 18) 3.01 0.08

Squamous cell carcinoma 72.6 (61 of 84) 83.33 (70 of 84) 2.81 0.09

Overall sensitivity 47.22 (102 of 216) 59.72 (129 of 216) 6.78 <0.01

(b) FOL HDL Z P-value**

Overall sensitivity (%) 47.22 59.72 2.68 <0.01

Image quality (mean, min-
max, SD)

5.4, 1-9, 1.58 8.5, 6-10, 0.9 12.46 <0.01

Abbreviations: FOL, fiberoptic laryngoscopy; HDL, high definition laryngoscopy; min, minimum; max, maximum; SD, standard deviation.
Bold and italic values indicate the statistically significant P < 0.05.
*Chi-squared test, **Wilcoxon signed-rank test. 

F I G U R E  2   Overview of sensitivities 
for detection of mucosal lesions in 
general, for differentiating malignant 
from benign lesions and for prediction 
of specific histological entities; grey, 
fiberoptic laryngoscopy; black, high 
definition laryngoscopy
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and prior medical history, it approached a routine clinical setting. The 
literature affirmed that motion recording of laryngeal movements 
has a high clinical significance, and the use of videos has numerous 
benefits in laryngology.19,20 A maximum time of 30 seconds to ob-
serve a video reflects daily practice during a busy outpatient clinic.

4.3 | Comparison with other studies

Our study shows that HDL has a significantly higher sensitivity for 
detecting a malignant lesion than FOL. This is of great importance 
because a timely detection of malignant lesions is an important 
factor for the prognosis of a patient.2-4 Additionally, early detec-
tion is essential not only in primary cases but also in the follow-
up in patients who already have head and neck cancer in their 
medical history.21 Our finding confirms the implication of the lit-
erature that FOL has difficulties in detecting minuscule epithelial 
and small mucosal changes and distinguishing benign from malig-
nant tumours.22,23 It is stated that FOL has a poor performance 
in recognising precancerous lesions and detection of early stage 
lesions even remains extremely difficult after several recurrent 
manoeuvres of the endoscope by skilled physicians.23 When we 
extrapolate our results, one could disclose that just by using FOL 
instead of HDL up to 10 out of 84 (11%) pharyngeal or laryngeal 
malignancies could have been missed in the outpatient setting. 
This could be due to the poorer image quality of FOL. Therefore, 
if the purpose of a flexible laryngoscopy is the detection of a ma-
lignant lesion, it is advised to use HDL instead of FOL.

The overall sensitivity to detect a specific histological entity of 
HDL was higher compared to FOL suggesting that HDL is a bet-
ter diagnostic tool in recognising lesions. HDL also showed higher 
mean sensitivities of detecting specific histological entities and 
an enhanced image quality. These results demonstrate the advan-
tages of endoscopes with a CCD chip. The literature shows that 
HDL offers optimal brightness, high quality and high resolution 
of the image, has a superior colour steadiness and is able to illus-
trate a small lesion on the mucosa clearly.15,24 Additional imaging 
techniques such as narrow band imaging could even improve di-
agnostic accuracy and are only digitally available.10 Furthermore, 
it should be taken into account that in four patients (11%) a selec-
tion bias could have been introduced because the included lesions 
were difficult to diagnose. As a consequence of the uncertainty of 
the diagnosis using FOL, these patients underwent an additional 
HDL observation. This could have resulted in a lower sensitivity 
for both FOL and HDL. It is likely that diagnostic values would in-
crease when lesions would be included which are more clearly to 
diagnose.

The overview of the sensitivities (Figure 2) shows differences 
in detecting mucosal lesions in general, in differentiating malignant 
from benign lesions and in predicting specific histological entities 
very clearly. Comparing these sensitivities with each other, it is ob-
vious that they are highest for detecting mucosal lesions in general 
and lowest for recognition of specific histological entities. This is a 

logical result because it is more difficult to detect a specific histologi-
cal entity than to detect an unspecific anomaly in general. Moreover, 
the overview explicitly illustrated that HDL has higher sensitivities 
than FOL.

4.4 | Clinical applicability

Nowadays, the availability of the HDL has increased. Due to the 
evidence of our study and to the reflection of normal circumstances 
resembling daily clinical practice, our advice is to use HDL instead of 
FOL in the standard endoscopic evaluation of the pharynx and lar-
ynx in the outpatient setting, especially if a malignancy is expected.

5  | CONCLUSION

HDL is superior to FOL in diagnosing pharyngeal and laryngeal le-
sions. Sensitivities of HDL were significantly higher compared with 
FOL for detecting mucosal lesions in general, differentiating malig-
nant from benign lesions and for predicting specific histological enti-
ties. The HDL image quality was considered better. Although FOL 
is still commonly applied, in our opinion, it is of great importance to 
soon adopt HDL as the gold standard in flexible endoscopic evalua-
tion of the pharyngeal and laryngeal mucosa.
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