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ABSTRACT

Background: Pulmonary valve replacement is very common among patients with
congenital heart disease. The Carpentier Edwards Perimount valve (Edwards
Lifesciences, Irvine, Calif), which was originally designed for the aortic position
is among the most implanted valves. We aim to describe the follow-up of this
valve in the pulmonary position.

Methods: Patients with a Perimount valve implanted between 2003 and 2013 in
the University Medical Center Groningen were followed for the primary end point
reintervention, defined as surgical or transcatheter valve replacement. Secondary
end point was the occurrence of valve failure, defined as significant valvular
regurgitation or stenosis. Explanted valves were histologically examined.

Results: Forty-five patients (median age at operation 27.8 years, 55.6% women)
had a mean follow-up duration of 5.8� 3.3 years. There were 7 reinterventions (5
surgical and 2 transcatheter). Freedom from reintervention was respectively
95%� 4% and 83%� 8% at 5- and 10- years of follow-up. Freedom from valve
failure was 75% � 4% at 2 years, 65% � 8% at 5 years of follow-up and
57% � 10% at 10 years of follow-up. Morphology evaluation (n ¼ 4) showed
stiffened valves in the open position, with extensive fibrous tissue overgrowth
on the leaflets and a variable proliferation of myofibroblasts.

Conclusions: The Perimount valve has adequate function in the pulmonary valve
position at 5 years of follow-up, although after 10 years of follow-up valve failure
and reinterventions are common. Explanted valves show retraction and stiffening
of the leaflets due to a fibrotic layer on both sides of the leaflet. (J Thorac Cardi-
ovasc Surg 2020;159:1063-71)
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Central Message

The Carpentier Edwards Perimount valve (Ed-

wards Lifesciences, Irvine, Calif) has adequate

function in the pulmonary valve position at

5 years’ follow-up, yet after 10 years valve fail-

ure is common. Explanted valves show retrac-

tion of the leaflets.
Perspective

This study contributes to the knowledge on

prosthetic heart valves in the pulmonary

position. We have shown that the Carpentier

Edwards Perimount valve (Edwards Lifescien-

ces, Irvine, Calif) has adequate function in the

pulmonary valve position; however, after

10 years valve failure and reinterventions are

common. More research is necessary in the

field of prosthetic valves for this position to

facilitate validated clinical valve choices.
See Commentaries on pages 1072 and
1074.
A wide spectrum of congenital heart diseases require pul-
monary valve replacement (PVR) with or without recon-
struction of the right ventricular outflow tract. There are
several options for PVR, including homografts, bovine ju-
gular vein conduits, mechanical prosthetic valves, and bio-
logical prosthetic valves. Homograft and bovine jugular
vein conduits have limited availability and sizes, while me-
chanical valves are associated with higher rates of valve
thrombosis requiring lifelong use of anticoagulation medi-
cation.1 As a result, biological aortic valve prostheses are
widely used for PVR. When the occasion rises, the stented
this QR code will
to the article title
cess supplementary
n.
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Abbreviations and Acronyms
LVEF ¼ left ventricular ejection fraction
PPEC ¼ percentage of predicted exercise capacity
PVR ¼ pulmonary valve replacement
RVEDD ¼ right ventricular end diastolic diameter
TAPSE ¼ tricuspid annular plane systolic excursion
TOF ¼ tetralogy of Fallot
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bovine pericardial Carpentier Edwards Perimount valve
(Edwards Lifesciences, Irvine, Calif) is among the most im-
planted bioprosthetic valves in the pulmonary position.
Originally designed for left-sided valvular heart disease,
the Perimount valve has shown excellent results in the
aortic and mitral valve position.2-4 However, data on its
durability and functionality in the pulmonary valve
position are scarce. The Perimount valve has shown
mixed results in the pulmonary position so far.5-12 A
large study by Nomoto and colleagues12 showed very
good results in terms of reintervention for the Perimount
valve compared with the Mitroflow valve (Sorin Group
USA Inc, Arvada, Colo), whereas the studies by Jang
and colleagues7,11 suggested higher rates of valve failure
for the Perimount valve compared with porcine valves.
Of note, both studies were performed in a young
population with a relative short follow-up duration. Most
studies are limited in echocardiographic valve evaluation
and others include heterogeneous populations in terms of
implanted valve type and age.

More uniform long-term research on the functionality
of prosthetic valves in the pulmonary position is essential
to provide patients and physicians with a well-founded
choice, when selecting a prosthetic valve for this position.
In this retrospective observational study, we evaluate the
Perimount valve in an adolescent/adult population. Both
re-intervention rates as well as valve function (based on
echocardiograph images) are evaluated, giving a complete
representation of valve functioning.
METHODS
Patients

All patients in whom a Perimount aortic valvular prosthesis was im-

planted in the pulmonary position between 2003 and 2013 in the University

Medical Center Groningen were included in this study. The Perimount se-

ries include the Perimount, Perimount Magna, and the Perimount Magna

Ease valve. The valves consist out of bovine pericardial leaflets mounted

on a flexible cobalt-chromium alloy stent. Valve choice was based on sur-

geon’s preference and patient’s wishes. Valve replacement was performed

through a median sternotomy with the use of cardiopulmonary bypass.

Indication for PVR was based on a combination of criteria, including but

not limited to, symptoms related to pulmonary regurgitation, QRS complex

duration, right ventricular volume, right ventricular ejection fraction,

maximum oxygen capacity uptake, left ventricular volume, ventricular

tachycardia and tricuspid regurgitation. Data were retrieved retrospectively
1064 The Journal of Thoracic and Cardiovascular Sur
using electronically stored patient files up to October 2017. No identifiers

were linked to patients in this database. Applicable legislation in the

Netherlands stipulates that retrospective anonymized chart research is

not subjected to institutional review board review.

End Points
The primary end point was reintervention, defined as surgical or trans-

catheter (valve-in-valve) replacement of the prosthetic heart valve. Second-

ary end point was the occurrence of prosthetic valve failure, which was

defined as the occurrence of at least moderate regurgitation or moderate

stenosis. The other secondary end point was endocarditis.

Echocardiography
Valve functioning was determined by standard clinical 2-dimensional

transthoracic Doppler echocardiography performed by trained specialists

as part of routine clinical care. The following parameters were evaluated

with color and Doppler echocardiography: prosthetic valve regurgitation

and stenosis, tricuspid valve regurgitation, all of which were graded ac-

cording to European Association of Echocardiography/American Society

of Echocardiography and EuropeanAssociation of Cardiovascular Imaging

guidelines.13-15 Additionally, left ventricular function measured as left

ventricular ejection fraction (LVEF), right ventricular function measured

as tricuspid annular plane systolic excursion (TAPSE) and right

ventricular end diastolic diameter (RVEDD) in the 4-chamber apical

view were determined. Regurgitation and stenosis were evaluated postop-

eratively in the aftermath of a recent implantation and during regular outpa-

tient clinic visit. Additional parameters were evaluated postoperatively and

during the last outpatient clinic visit.

Exercise Capacity
Exercise capacity was evaluated using the percentage of predicted exer-

cise capacity (PPEC), calculated by dividing the achieved exercise level by

the predicted exercise level. Exercise capacity was evaluated as part of

routine clinical care. Testing was performed using a bicycle ergometer or

treadmill. Routine clinical care protocols were followed: the Bruce, modi-

fied Bruce, 10Watt, or 15Watt programs. Patients were permanently moni-

tored with echocardiogram, blood pressure, and oxygen saturation during

the test. Exercise levels were evaluated using either maximum oxygen ca-

pacity or the maximum workload. Predicted workload was calculated as

described byAscoop and colleagues,16 and predictedmaximum oxygen ca-

pacity was determined with the Wasserman/Hansen equation.17

Pathologic Evaluation
Of the surgically explanted valves (N¼ 5), 4 valves were histologically

examined and compared with a nonimplanted Perimount valve. Specimens

were described macroscopically, and samples were formalin fixed and

paraffin embedded according to standard operating procedures in our

routine diagnostic pathology laboratory. Series of sections were cut at

4 mm thickness and mounted onto glass slides. We performed hematoxylin

and eosin stain, Verhoeff-van Gieson stain, Alcian Blue stain, Van Kossa

stain, and Martius scarlet blue stain using standard staining protocols. Be-

sides histomorphology, slides were stained with different immunohisto-

chemistry markers to differentiate between cell types. Alpha smooth

muscle actin staining (clone 1A4; Agilent Technologies, Santa Clare,

Calif) and Caldesmon (clone h-CD; Agilent Technologies) were performed

to stain myofibroblasts. CD45 (clone 2B11þPD7/26; Roche Holding Ltd,

Basel, Switzerland) was used to identify inflammatory cells. To identify

endothelium, CD31 (clone JC40; Roche Holding Ltd) was applied.

Statistical Analysis
Normally distributed continues variables are presented as

mean � standard deviation. Not normally distributed continues variables
gery c March 2020



TABLE 1. Baseline characteristics

Characteristic Result

Female gender 25 (55.6%)

Number of thoracotomies 1 � 1.0

0 1 (2.2%)

1 29 (64.4%)

2 9 (20.0%)

3 3 (6.7%)

4 2 (4.4%)

5 1 (2.2%)

Principal cardiac diagnosis
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are presented asmedians and ranges. Dichotomous variables are presented as

numbers and percentages. Paired samples Student t test was used to compare

LVEF, TAPSE, RVEDD, and PPEC postoperatively and at last visitation. In

case of reintervention, the last visit before reintervention was considered for

evaluating echocardiography parameters. Kaplan-Meier analyses and life ta-

bles were used to evaluate time to event. Cox proportional hazard methodol-

ogy was used to determine relationships between the covariates and time to

event. Age, gender, tetralogy of Fallot (TOF), number of sternotomies,

labeled size, TAPSE, LVEF, PPEC, and RVEDD were evaluated as univari-

ables, and all variables with a P value< .1 were include in a multivariable

model. Additionally, a multivariate model including age and gender was

created. All statistical analyses were performed with IBM SPSS Statistics

version 23 (IBM-SPSS Inc, Armonk, NY).
Tetralogy of Fallot 31 (68.9%)

Pulmonary stenosis 11 (24.4%)

Truncus arteriosus 1 (2.2%)

Pulmonary atresia 1 (2.2%)

Aortic valve replacement 1 (2.2%)

Previous procedures

Aortic pulmonary shunt 10 (22.2%)

Total correction 31 (68.9%)

Pulmonary valvulotomy 13 (28.9%)

VSD closure 4 (8.9%)

Pulmonary valve replacement 7 (15.6%)

Other 8 (17.8%)
RESULTS
We included a total of 45 patients who received a Peri-

mount valve in the pulmonary position; this was 21.2%
out of a total of 212 PVR patients between 2003 and
2013. Of these 212 valves, 98 patients received a Contegra
valve (Medtronic, Minneapolis, Minn) (46%) of which 9
were older than age 16 years at implantation, 47 received
a mechanical valve (22%), 13 received a Melody valve
(Medtronic) (6.1%), 5 received a porcine valve (2.3%),
and 4 received a homograft (1.9%).
History of endocarditis 2 (4.4%)

Valve size (mm) 25 (23-29)

Age at implantation (y) 31.26 � 12.54*

Concomitted procedures

RVOT correction 6 (13.3%)

VSD closure 1 (2.2%)

Tricuspid valve repair 4 (8.9%)

Other 3 (6.7%)

Echocardiographic variables

Tricuspid regurgitation 15 (33.3%)

LVEF (%) 51.6 � 5.0

TAPSE (mm) 14.3 � 4.0

RVEDD (mm/m2) 41.9 � 6.9

PPEC (%) 67.4 � 16.8

Values are presented as mean � standard deviation, n (%), or median (range). VSD,
Baseline Characteristics
As depicted in Table 1, median age at time of valve im-

plantation was 27.8 years (range, 15.1-59.2 years). There
were 3 patients younger than age 18 years. The study sam-
ple comprised 55.6%women. The main underlying cardiac
diagnosis was TOF (68.9%), followed by congenital pul-
monary regurgitation and/or stenosis (24.4%). For the pa-
tients with TOF, median time between total correction and
implantation of the Perimount valve was 25.5 years (inter-
quartile range, 20.0-32.8 years). Of the patients included,
98% had at least 1 prior sternotomy. Median implanted
valve sizewas 25mm (range, 23-29 mm), 22 (48.9%) of pa-
tients received a 25-mm valve.
Ventricular septal defect; RVOT, right ventricular outflow tract; LVEF, left ventricular

ejection fraction; TAPSE, tricuspid annular plane systolic excursion; RVEDD, right

ventricular end diastolic diameter; PPEC, predicted percentage exercise capacity.

*Range, 15.1 to 59.2 years.

Reintervention

Mean follow-up duration was 5.8� 3.3 years; mean age at
follow-up was 39.1 � 12.2 years. Two patients died during
the follow-up period. One patient died in the early aftermath
3 days postsurgery related to postoperative cerebral ischemia.
The other fatality was 3 years after PVR due to end-stage
right ventricular heart failure, with a well-functioning valve.
In total there were 7 reinterventions of which were 2 trans-
catheter (valve-in-valve) interventions and 5 were surgical
reinterventions. Cumulative freedom from reintervention
was 95% � 4% at 5 years, 83% � 8% at 10 years, and
12% � 16% at 15 years postimplantation as shown in
Figure 1. For 6 patients, severe valve regurgitation was the
main reason for reintervention and for the remaining patient
endocarditis was the cause for reoperation.
The Journal of Thoracic and Car
Secondary End Points
Freedom from valve failure (at least moderate regurgita-

tion or moderate stenosis) was 75% � 4% at 2 years of
follow-up, 65% � 8% at 5 years of follow-up and
57% � 10% at 10 years of follow-up. At final follow-up,
10 patients had severe regurgitation (22.2%), 3 patients
had moderate regurgitation (6.7%), 9 patients had moderate
stenosis (20.0%), and 1 patient had severe stenosis (2.2%).
There was 1 patient with pulmonary valve stenosis without
valvular regurgitation. In total, there were 5 cases of endo-
carditis (11.1% of the total study cohort). Cumulative
diovascular Surgery c Volume 159, Number 3 1065
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FIGURE 1. Cumulative freedom from reintervention and freedom from valve failure during 15-year follow-up of Carpentier Edwards Perimount valves

(Edwards Lifesciences, Irvine, Calif) in the pulmonary position, including the 95% confidence interval. Reintervention was defined as surgical or trans-

catheter valve replacement. Valve failure was defined as moderate or severe valve regurgitation or stenosis.
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freedom from endocarditis was 89%� 5% at 5 years post-
PVR and 83% � 8% at 10 years post-PVR (Figure 2).
Mean time to develop endocarditis was 3.03 � 1.9 years
(range, 0.89-5.22 years) after PVR.

Right ventricular functionmeasured by TAPSE improved
from 14.3 � 4.0 mm postoperatively to 16.9 � 3.8 mm at
final visit (P < .001), although the RVEDD increased
from 41.9 � 6.9 mm/m2 postoperatively to
44.03 � 6.0 mm/m2 at last visit (P ¼ .001). Postoperative
left ventricular function was stable during follow up
(LVEF 51.6% � 5.0% compared with 51.5% � 6.7% at
last visit) (P ¼ .27). Exercise capacity measured by PPEC
was increased from 67.4% � 16.8% at first test postopera-
tively to 72% � 15.7% at final visit (P ¼ .05).
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FIGURE 2. Cumulative freedom from endocarditis during a 10-year

follow-up of Carpentier Edwards Perimount valves (Edwards Lifesciences,

Irvine, Calif) in the pulmonary position, including 95% confidence inter-

val. Endocarditis was defined as clinically treated endocarditis.

1066 The Journal of Thoracic and Cardiovascular Sur
Univariate Cox proportional hazard analyses showed no
effect on time to valve failure for age, gender, underlying
disease (divided by TOF vs other), use of anticoagulation,
RVEDD, TAPSE, LVEDD, and valve size. For time to reop-
eration RVEDD was both univariable and in a multivariable
model with age and gender, associated with reoperation
(hazard ratio, 1.39; 1.04-1.85; P ¼ .027). There were no
other significant associations for any of these variables
(Table E1).

Morphologic Findings
Among the explanted valves (N ¼ 5) 1 valve was ex-

planted due to active endocarditis and 1 patient was treated
for suspected endocarditis years before the operation. The
histologically examined valves (n ¼ 4) showed severe mal-
functioning due to thickening and valve retraction as shown
in Figures 3 and 4. Histologically, all valves showed central
collagenous thickening, with fibrosis on the surface on both
sides of the leaflet (Table 2). This fibrosis showed variable
proliferation of myofibroblasts (Figure 4). No valves
showed an endothelial lining. One valve showed central
dystrophic calcification. In addition, some valves showed
fibrin deposition/thrombosis at the surface. Three out of
the 4 valves showed inflammatory cells. Our findings
were compared with a nonimplanted Perimount valve,
which showed no inflammation, collagenous thickening,
fibrosis, or endothelial lining at all (Figure 5).

DISCUSSION
Bioprosthetic aortic valves are used off-label for replace-

ment of pulmonary valves. For this purpose, the Perimount
valve is among the most widely used stented bioprosthetic
valves. There is a scarcity of data on the long-term function-
ality of these valves in the pulmonary position. The results
gery c March 2020



FIGURE 3. Views of 3 explanted bovine pericardial Carpentier Edwards Perimount valves (Edwards Lifesciences, Irvine, Calif) with retracted leaflets. A

and B, Front and back view of valve with an implanted duration of 5 years. C and D, Front and back view of valve with an implanted duration of 10 years. D

and E, Front and back view of valve with an implanted duration of 13 years.
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of this study show that short-term freedom from reinterven-
tion has been acceptable for the Perimount valve in the pul-
monary position. Although numbers are limited after
10-year follow-up, prosthetic failure and reinterventions
The Journal of Thoracic and Car
were common. There was no mortality specifically related
to valve failure. All surgically explanted and examined
valves showed the same features: Valve leaflets were degen-
erated and stiffened and complete closure was impossible.
diovascular Surgery c Volume 159, Number 3 1067



FIGURE 4. Histomorphology of implanted bovine pericardial Carpentier Edwards Perimount valves (Edwards Lifesciences, Irvine, Calif) in the pulmo-

nary position without history of endocarditis. Collagenous thickening of the valve is seen with fibrosis. A, Hematoxylin and eosin staining, original magni-

fication 32. B, Verhoeff-van Gieson staining, original magnification 32. C, Martius scarlet blue staining, original magnification 310. D, In the fibrosis

proliferation of smooth muscle cells is depicted. Alpha smooth muscle actin staining, original magnification 310. E, No endothelial cells present. Cluster

of differentiation 31 staining, original magnification 310. F, No inflammation present. Cluster of differentiation 45 staining, original magnification 310.
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All explanted and examined valves showed extensive
fibrotic tissue deposits. RVEDD was univariable and multi-
variable associated with reintervention.
Reintervention
Reintervention rates up to 10 years were acceptable in

our study, with a freedom from reoperation of 95% at
5 years after surgery and 83% at 10 years postimplantation.
TABLE 2. Histomorphologic characteristics of the valves that were exami

Valve

Collagenous

thickening Inflammation Calcification M

Valve 1* þ Focal þ �
Valve 2y þ þ �
Valve 3 þ � þ
Valve 4 þ Focal þ �
Control valve � � �
þ, Present; Focal þ, focal present; �, absent; NA, not applicable. *Underwent previous t

1068 The Journal of Thoracic and Cardiovascular Sur
Beyond 10 years, intervention rates are high; however, it
should be noted that only 4 patients entered that interval.
Comparing reintervention rates between studies is difficult
because the timing of reintervention for pulmonary valve
failure is subject to intense debate and often different
among congenital heart centers.18,19

Our findings show comparable or better results on
freedom from reintervention at 5 and 10 years of follow-
ned

yofibroblasts

Absence of

endothelium Thrombosis/fibrin Fibrosis

þ þ � þ
þ þ þ þ

Focal þ þ þ þ
þ NA Focal þ þ
� þ � �

reatment for endocarditis. yActive endocarditis.

gery c March 2020



FIGURE 5. Histomorphology of normal, unimplanted bovine Carpentier Edwards Perimount valve (Edwards Lifesciences, Irvine, Calif). No calcification,

fibrosis, or inflammation is present. A, Hematoxylin and eosin staining, original magnification32. B, Verhoeff-van Gieson staining, original magnification

23. C, Martius scarlet blue staining, original magnification310. D, Alpha smooth muscle actin staining, original magnification310. E, Cluster of differ-

entiation 31 staining, original magnification 310. F, Cluster of Differentiation 45 staining, original magnification 310.
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up when compared with previous studies. These studies
report a median freedom from reintervention of
95.2% � 15.98% (range, 50%-98.2%) for 5-year follow-
up,5-12,20 and 81.2% (66.4%-84.7%) for 10-year follow-
up.10-12 However, most of these studies include a younger
patient population. Young age has been frequently
associated with an increased risk of valve failure.6,11

When comparing with the adult population with a valve
described by Nomoto and colleagues,12 freedom from rein-
tervention was much higher in their study with 96.7% at
both 5- and 10-year follow-up.

There has been a limited amount of studies reporting
more than 10 years of follow-up after implantation. The
study by Jang and colleagues11 reported freedom form rein-
tervention of 21.2% at 15 years of follow-up for both peri-
cardial and porcine valves combined. In contrast, the study
by Rotes and colleagues10 had a 75.1% freedom from rein-
tervention at 15 years for a combined cohort of 13% Peri-
mount valves and 76% porcine valves.

In our study, we report 2 cases of successful implantation
of a transcatheter valve in a failed Perimount valve. Also in
literature, the option of valve-in-valve implantation in the
The Journal of Thoracic and Car
pulmonary position seems promising.21,22 More long-term
studies need to point out the reliability of this strategy.

Valve Failure
In our population we found a rather high rate of valve

failure with a freedom from moderate to severe valve regur-
gitation of 67% at 5 years postimplantation and 59% at
10 years postimplantation. Echocardiographic evaluation
of valve function has not been uniform between studies,
most studies only reporting valve function at last follow-
up. Only the study by Lee and colleagues19 presented a
time related analysis. Lee and colleagues19 presented a
combined end point of valve failure and dysfunction, which
was 92.2% at 5 years and 20.2% at 10 years.20 Our rela-
tively high rates of valve failure compared with the reoper-
ation rates could be explained by the fact that a
malfunctioning pulmonary valve is often tolerated quite
well and timing of reintervention has been much debated.23

Also, we recognize that the choice for moderate regurgita-
tion and moderate stenosis as definition for valve failure
is arbitrarily. Choices were made as we aimed to observe
the process of valve deterioration.
diovascular Surgery c Volume 159, Number 3 1069



VIDEO 1. Joost vanMelle, MD, PhD, explaining the importance and rele-

vance of this study. Video available at: https://www.jtcvs.org/article/

S0022-5223(19)31355-8/fulltext.
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Pathology
The explanted and histologically examined valves in our

study showed stiffened leaflets that are completely re-
tracted, likely to be caused by collagenous pannus over-
growth and the presence of myofibroblasts. To our
knowledge the histology of this valve in the pulmonary po-
sition has not been studied before. Butany and col-
leagues24 studied the morphology of explanted
Perimount valves. However, they did not distinguish be-
tween valve locations. They showed pannus overgrowth
in 69.9% of the explanted valves.24 One of their valves
also showed shortening of the cusp, but this valve had
been implanted in the mitral position. Jang and col-
leagues11 reported macrophage infiltration, fibrotic tissue
deposits, and calcium deposits on explanted pulmonary
valve prosthesis; however, they did not make a distinction
between the different valve types used. A recent report by
Sellers and colleagues25 on transcatheter aortic valve
replacement shows similarities with our findings, in a se-
ries of 23 explanted transcatheter aortic valves they
showed the presence of thrombus that was followed by
fibrosis. They found fibrosis on all valves implanted after
60 days, which is somewhat comparable with our results.25

Although our sample size was limited the histologic results
show a distinct pattern, more structural histological evalu-
ation is necessary to determine the failure mechanism of
(pericardial) bioprosthetic valves in the pulmonary
position.
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Limitations
Due to the retrospective nonrandomized observational

nature of this study, follow-up durations within our cohort
were random. In addition, the number of patients in our
study population was limited and derived from a single cen-
ter. Due to the limited sample size, our models are possibly
underperforming. Additional larger long-term follow-up
studies are warranted to investigate this valve in the pulmo-
nary position.
CONCLUSIONS
The Perimount valve has adequate function in the pulmo-

nary valve position at 5 years’ follow-up, after 10-year
follow-up valve failure and reinterventions are common in
this relatively young cohort compared with the usual tissue
valve recipients (Video 1). All explanted and histologically
examined valves show a similar pattern of failure showing
complete retraction and stiffening of the leaflets.
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TABLE E1. Univariable and multivariable cox regression analyses

Variable

Univariable Multivariable

Hazard ratio (95%

confidence interval) P value

Hazard ratio (95%

confidence interval) P value

Valve failure

Age 0.97 (0.92-1.02) .23 0.98 (0.93-1.03) .44

Gender 1.29 (0.45-3.73) .63 0.79 (0.28-2.28) .67

Sternotomies 0.44 (0.16-1.21) .11

Tetralogy of Fallot 2.05 (0.71-5.93) .19

Labeled size 0.83 (0.56-1.25) .38

TAPSE 1.0 (0.87-1.13) .98

LVEF 1.04 (0.95-1.15) .38

RVEDD 1.01 (0.93-1.10) .86

PPEC 1.01 (0.97-1.05) .61

Reintervention

Age 0.97 (0.91-1.03) .35 0.97 (0.89-1.06) .55

Gender 0.45 (0.08-2.8) .40 0.11 (0.010-1.13) .063

Sternotomies 0.93 (0.36-2.45) .89

Tetralogy of Fallot 1.22 (0.23-6.41) .82

Labeled size 0.76 (0.36-1.58) .50

TAPSE 0.86 (0.68-1.10) .22

LVEF 0.95 (0.80-1.13) .60

RVEDD 1.24 (1.01-1.51) .04 1.39 (1.04-1.85) .027

PPEC 1.00 (0.95-1.06) .94

TAPSE, Tricuspid annular plane systolic excursion; LVEF, left ventricular ejection fraction; RVEDD, right ventricular end diastolic diameter; PPEC, predicted percentage ex-

ercise capacity.

1071.e1 The Journal of Thoracic and Cardiovascular Surgery c March 2020

Congenital: Pulmonary Valve Pragt et al

C
O
N
G


