
 

 

 University of Groningen

Fabrication of a Nitrogen and Boron-Doped Reduced Graphene Oxide Membrane-Less
Amperometric Sensor for Measurement of Dissolved Oxygen in a Microbial Fermentation
Chinnathambi, Selvaraj; Kumar, Sumit; Euverink, Gert-Jan Willem

Published in:
Chemosensors

DOI:
10.3390/chemosensors8020044

IMPORTANT NOTE: You are advised to consult the publisher's version (publisher's PDF) if you wish to cite from
it. Please check the document version below.

Document Version
Publisher's PDF, also known as Version of record

Publication date:
2020

Link to publication in University of Groningen/UMCG research database

Citation for published version (APA):
Chinnathambi, S., Kumar, S., & Euverink, G-J. W. (2020). Fabrication of a Nitrogen and Boron-Doped
Reduced Graphene Oxide Membrane-Less Amperometric Sensor for Measurement of Dissolved Oxygen in
a Microbial Fermentation. Chemosensors, 8(2), [44]. https://doi.org/10.3390/chemosensors8020044

Copyright
Other than for strictly personal use, it is not permitted to download or to forward/distribute the text or part of it without the consent of the
author(s) and/or copyright holder(s), unless the work is under an open content license (like Creative Commons).

The publication may also be distributed here under the terms of Article 25fa of the Dutch Copyright Act, indicated by the “Taverne” license.
More information can be found on the University of Groningen website: https://www.rug.nl/library/open-access/self-archiving-pure/taverne-
amendment.

Take-down policy
If you believe that this document breaches copyright please contact us providing details, and we will remove access to the work immediately
and investigate your claim.

Downloaded from the University of Groningen/UMCG research database (Pure): http://www.rug.nl/research/portal. For technical reasons the
number of authors shown on this cover page is limited to 10 maximum.

https://doi.org/10.3390/chemosensors8020044
https://research.rug.nl/en/publications/f4062127-c62e-4806-8f80-32a9e855a22e
https://doi.org/10.3390/chemosensors8020044


chemosensors

Article

Fabrication of a Nitrogen and Boron-Doped Reduced
Graphene Oxide Membrane-Less Amperometric
Sensor for Measurement of Dissolved Oxygen in
a Microbial Fermentation

Selvaraj Chinnathambi 1 , Sumit Kumar 2 and Gert-Jan Willem Euverink 1,*
1 Products and Processes for Biotechnology, Engineering and Technology Institute Groningen,

University of Groningen, Nijenborgh 4, 9747 AG Groningen, The Netherlands; selvarajcg@gmail.com
2 Zernike Institute for Advanced Materials, University of Groningen, Nijenborgh 4, 9747 AG Groningen,

The Netherlands; Sumit.Kumar@rug.nl
* Correspondence: g.j.w.euverink@rug.nl; Tel.: +31-503-639-203

Received: 18 May 2020; Accepted: 19 June 2020; Published: 22 June 2020
����������
�������

Abstract: Dissolved oxygen (DO) is an important parameter to monitor in processes applicable
in, for example, water technology and fermentation. In this study, we report the manufacturing
of a membrane-less amperometric sensor that is based on the electrocatalytic reduction of oxygen.
The sensor was tested in pH-neutral KNO3 solutions and in a microbial fermentation to monitor
the consumption of dissolved oxygen. The nitrogen and boron-doped reduced graphene oxide
(N,B-HRGO) is used as an electrocatalyst for oxygen reduction. One step co-doping of nitrogen and
boron on graphene oxide is performed using the hydrothermal method. The sensor responded linearly
to the DO concentration. A sensitivity of 0.2 µA/mg·L−1 O2 is obtained for the DO concentration
of 1.5 to 10 mg·L−1 O2. The membrane-less N,B-HRGO based DO sensor is successfully tested
in an Amycolotopsis methanolica fermentation by monitoring the dissolved oxygen in real-time.
The sensor detected the consumption of oxygen during the growth of A. methanolica, which shows
the compatibility of N,B-HRGO as electrode material for amperometric measurement of dissolved
oxygen in aerobic fermentation. This membrane-less amperometric sensor can be used to fabricate
microdevices for microbioreactor applications.

Keywords: dissolved oxygen; nitrogen and boron doping; reduced graphene oxide;
amperometric sensor; oxygen reduction; fermentation

1. Introduction

Dissolved oxygen (DO) is an important parameter in various biological and environmental
processes like aquatic systems, water quality maintenance and fermentation processes [1].
Electrochemical and optical sensors are commonly used for measuring dissolved oxygen in biological
processes. The electrochemical sensors are favorable for DO measurements due to high sensitivity,
stability and selectivity. The Clark-type electrochemical sensor is widely used to measure dissolved
oxygen [2]. In this sensor, oxygen is reduced at the cathode and silver is oxidized at the anode.
The electrodes are separated from the electrolyte by an oxygen-permeable membrane. The current
produced by the oxygen reduction reaction (ORR) depends on the concentration of dissolved oxygen
present in the electrolyte. However, the size, complex assembly of electrodes with liquid electrolyte
and addition of an oxygen-permeable membrane make it challenging to use the electrodes in
miniaturized applications, for example, micro-bioreactors. The oxygen-permeable membrane used in
the amperometric DO sensor protects the electrode from any interference from redox-active compounds
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in the solution and biofouling. In addition to that, it also helps to mitigate the effect of stirring on the
sensor response. However, the presence of the membrane increases the response time and complicates
the sensor fabrication process. The ultra-microelectrode array (UMEA) is another method that is used
for the construction of an amperometric DO sensor that is insensitive to the stirring of the analytes [3–7].
This is because the detection process is no longer limited by oxygen transport due to a shorter diffusion
length. In general, a UMEA is fabricated using a bare platinum electrode, which increases the cost
of the sensor in addition to the need for expensive microfabrication techniques. For application in
micro-bioreactors, it is an advantage to develop electrode materials that are inexpensive and can be
used in a complex biological medium without the requirement of an oxygen-permeable membrane to
simplify their construction.

Graphene is a two-dimensional material that has high electronic conductivity and is thermally
and chemically stable [8]. Graphene properties can be tuned by functionalizing with different
molecules and doping with hetero-atoms [9–16]. Several hetero-atom doped graphenes have been
studied as electrocatalysts for the oxygen reduction reaction. The presence of hetero-atoms makes
the graphene electron-deficient, which increases the catalytic activity towards the oxygen reduction
reaction (ORR) [17–19]. There have been several electrode materials reported for the manufacturing of
an amperometric dissolved oxygen sensor [20–36]. Many of the reported materials need electrocatalyst,
additional conductive material and a membrane to avoid interference and antifouling activity. However,
there are only a few reports available in the literature that investigated graphene-based electrocatalysts
as electrode material for amperometric detection of dissolved oxygen. An amine and carboxylic acid
functionalized graphene was reported as the electrode material in a DO sensor [37]. A Teflon based
membrane was used and the reported sensitivity was 1.026 nA/mg·L−1 O2. Saravia et al. described
a sensor based on Co-porphyrin (Co-TRP) modified graphene oxide composite and achieved a limit of
detection (LOD) of 0.19 mg·L−1 O2 [38]. However, these sensors were tested in a simple electrolyte
solution and the applicability of these electrode materials in a complex medium is not known. In this
study, we investigated nitrogen and boron-doped reduced graphene oxide as electrode material for
application in an amperometric dissolved oxygen sensor. The main advantage of this metal-free
N,B-doped reduced graphene oxide as an electrode material is that these materials are cheap and
have high chemical stability to withstand harsh environments. Previously, the electrocatalytic activity
of nitrogen and boron-doped graphene was studied in alkaline and acidic medium [17,39] but the
activity in pH-neutral electrolytes is unknown. The feasibility of the sensor to detect dissolved oxygen
during a fermentation process with Amycalotopsis methanolica was investigated here. The sensor
was able to detect the consumption of dissolved oxygen in a complex fermentation medium during
bacterial growth. Importantly, the sensor works without the need for an oxygen-permeable membrane,
which demonstrates the advantage in further miniaturizing the sensor for microbioreactor applications.

2. Materials and Methods

2.1. Material Preparation

N,B-HRGO was synthesized through a one-step co-doping process using a hydrothermal method,
as reported earlier [40,41]. In a typical procedure, 50 mg of graphite oxide was dispersed in 50 mL
ultrapure water [42–44]. The dispersion was sonicated for six hours and un-exfoliated graphite oxide
flakes were removed by centrifugation. The resultant GO dispersion was used for functionalization.
For nitrogen and boron doping, 5 mL (25%) NH3 and 7.2 g boric acid (H3BO3) were dissolved in 50 mL
GO dispersion and autoclaved for 12 h at 120 ◦C (0.12 MPa). In the initial brown GO dispersion, black
solids were formed during the hydrotreatment. The solids (N,B-HRGO) were collected by vacuum
filtration (Figure 1a,b).
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Figure 1. Photos of graphene oxide before (a) and after (b) nitrogen and boron doping.
Transmission electron microscopy (TEM) image of GO (c) and N,B-HRGO (d).

For the growth of A. methanolica, 50 mL of the culture medium was prepared by mixing 0.5 mL
of glucose (1 M), 0.5 mL of ammonium sulfate (100 g·L−1), 0.5 mL of magnesium chloride (20 g·L−1),
5 mL of phosphate buffer (K2HPO4 [47 g·L−1] and NaH2PO4 [15 g·L−1]) and 0.05 mL of Vishniac trace
element solution in 43.5 mL of demineralized water. All the solutions were separately sterilized before
use. The inoculated growth medium containing an electrochemical cell was placed in a thermostat
at 30 ◦C. The lid of the electrochemical cell containing the culture was modified to accommodate
a commercial DO sensor and the N,B-HRGO electrode. During the growth, 1 mL samples were taken
from the culture using a sterilized syringe to monitor the growth of A. methanolica by offline optical
turbidity measurements at 600 nm.

2.2. Instruments and Methodology

For the amperometric sensor, a 2 mm gold disc, a platinum wire and an Ag/AgCl with saturated KCl
electrolyte were used as working, counter and reference electrode, respectively. The electrochemical
measurements were performed with a potentiostat (CH760, CH instruments, Austin, TX, USA).
A three-compartment electrochemical cell was used for electrochemical measurements. For the
electrode fabrication, 2 µL of 1 mg/mL N,B-HRGO dispersion was drop-cast on a pre-cleaned gold
electrode. Then, the electrode was dried in an oven at 101 ◦C for 24 h. For amperometric sensing,
a −0.4 V constant potential was applied to the electrode and the current was measured against time.
For dissolved oxygen sensing, the amperometric response was obtained in 0.1 M KNO3 solution
purged with oxygen. For continuous DO sensing, the electrolyte was saturated with pure O2 and N2

gas bubbling. The flow of O2 and/or N2 gas was stopped (after a stable current response was reached)
at various intervals to obtain stable and varying DO concentrations. The actual DO concentration of
the 0.1 M KNO3 solution was measured with a commercial DO sensor (Greisinger GOX20 Oxymeter).

X-ray Photoelectron Spectroscopy (XPS) was performed using a Surface Science SSX-100 ESCA
instrument with a monochromatic Al Kα X-ray source (hν = 1486.6 eV). The constant chamber pressure
was below 2 × 10−9 mbar during data acquisition. The take-off angle of electrons with respect to the
surface normal was 37 ◦C. The diameter of the analyzed area was 1 mm yielding a total experimental
energy resolution of 1.1 eV. Binding energies are reported ±0.1 eV and referenced to the Au 4f 7/2
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photoemission peak originating from the substrate, centered at a binding energy of 84 eV. All the
samples were prepared in water by mild sonication, a small drop of the suspension was left to
dry in the air on a 100 nm thick gold-on-mica substrate. The spectral analysis included a Shirley
background subtraction and peak deconvolution employing mixed Gaussian−Lorentzian functions
in a least-squares curve-fitting program (WinSpec) developed at the LISE, University of Namur,
Namur, Belgium.

Transmission electron microscopy (TEM) was carried out at 120 keV (CM12, Philips, Eindhoven,
The Netherlands). The samples were prepared on a carbon-coated 400 mesh copper grid and the
images were recorded with a slow-scan CCD camera.

3. Results and Discussion

3.1. Material and Electrochemical Characterization

The TEM images of the N,B-HRGO and GO are shown in Figure 1c,d. The TEM image of
GO showed a thin film of single-layer graphene oxide sheets. The TEM image of N,B-HRGO also
showed a similar film but with more wrinkles after the reduction and doping process (Figure 1c,d).
The formation of nitrogen and boron doping was confirmed by X-ray photoelectron spectroscopy
(Figure 2). The C1s core-level region of GO and N,B-HRGO is shown in Figure 2a,b. The three main
peaks for GO at 284.4 eV [45], 286.3 eV [46] and 288.4 eV [47] correspond to aliphatic C-C, C=O/C-O
and COO. The additional peak at 292.5 eV is indicative of π-π*. In the case of N,B-HRGO, the peak
intensity at 286.3 eV decreased due to the reduction of C=O/C-O. Two additional peaks at 283.9 eV [48]
and 285.4 eV [45] appeared, corresponding to C-B and C-N. N1s and B1s deconvoluted spectra in
Figure 2c,d show the different binding states of N and B in N,B-HRGO. The peaks at 398.8 eV [45],
400.0 eV [45,49] and 401.7 eV [49] in N1s spectra correspond to pyridinic, pyrrolic and graphitic
nitrogen, respectively. The peaks at 191.1 eV [46], 191.7 eV [50] and 192.3 eV [41] attributed to the
presence of B-C3, B-C-O and B-O, respectively.
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Figure 2. X-ray Photoelectron Spectroscopy (XPS) spectra of GO and N,B-HRGO. Deconvoluted C1s
spectra of GO (a) and C1s (b), N1s (c) and B1s (d) spectra of N,B-HRGO.
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3.2. Electrocatalytic Activity

The electrocatalytic activity of N,B-HRGO for the oxygen reduction reaction in 0.1 M KNO3 at
neutral pH was evaluated by cyclic voltammetry (CV) (Figure 3a). The voltage over the electrode
was cycled between 0 and −1.0 V at a scan rate of 50 mV/s. The CV of N,B-HRGO showed a sharp
oxygen reduction peak at −0.3 V with an onset potential of less than −0.1 V. This peak completely
disappeared when the electrolyte was purged with nitrogen gas. This indicates that N,B-HRGO
has good electrocatalytic activity towards the oxygen reduction reaction and might be used to
amperometrically detect dissolved oxygen with high sensitivity and selectivity. The schematic of the
oxygen reduction reaction at the N,B-HRGO electrode is shown in Figure 3b.
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0.1M KNO3 solution (a). The schematic of the oxygen reduction reaction at the N,B-HRGO electrode
(b); Au–Gold disc electrode.

3.3. Amperometric Sensing of Dissolved Oxygen

The amperometric sensor measurement was carried out at an applied potential of −0.4 V and the
oxygen reduction (cathodic) current was monitored as the sensor response. To detect the dissolved
oxygen in real-time, the amperometric response of the N,B-HRGO electrode was continuously recorded
while the DO concentration was changed by nitrogen gas bubbling. In Figure 4a, the continuous
amperometric response of the N,B-HRGO electrode in 0.1 M KNO3, is shown. As a reference, the DO
concentration was measured with a commercial DO sensor. The de-aeration of the solution with
N2 gas was started after the electrode reached a stable current. N2 purging decreased the concentration
of DO and changed the response of the electrode, as the current depends on the DO concentration.
The initial DO concentration measured with a commercial DO meter was 8.8 mg·L−1 O2 and at
the end of the N2 bubbling, it was 1.5 mg·L−1 O2. The N2 gas bubbling was stopped at a DO
concentration of 1.5 mg·L−1 because in our setup, it was difficult to remove oxygen from the solution
below 1.5 mg·L−1 O2. As expected, during the N2 bubbling, the current decreased and became constant
at 1.5 mg·L−1 when N2 purging was stopped (Figure 4a). The sensitivity and the response time of the
N,B-HRGO electrode at various DO concentration is shown in Figure 4b. The amperometric response
of the N,B-HRGO electrode at different DO concentration was examined at the same applied potential
of −0.4 V. To obtain a specific DO level, alternating O2 and N2 bubbling was performed. The bubbling
of N2 or O2 gas was stopped at the desired DO level and maintained until the electrode reached
a stable current. It is important to note that the electrode responded immediately to the change of
DO concentration, which shows that the N,B-HRGO electrode has good sensitivity and fast response
time. The current changed linearly with DO concentration and a sensitivity of 0.2 µA/mg·L−1 O2 was
obtained in the range from 1.5 to 10.0 mg·L−1 O2 (Figure 4c). The limit of detection (LOD, calculated
from the signal to noise ratio and the slope of the DO measurement curve.) was estimated to be
0.1 mg L−1 O2. The electrode showed a similar response when the DO concentration was switched
back from 10.0 to 1.5 mg L−1 O2.



Chemosensors 2020, 8, 44 6 of 10

Chemosensors 2020, 8, x FOR PEER REVIEW 6 of 10 

 

The sensor measurement for each electrode was repeated four times with alternate increasing 

and decreasing DO concentration (two cycles of a one-cycle experiment are shown in Figure 5c) and 

reproducible current values were obtained. The performance of the sensor is comparable with other 

reported work, which is shown in Table 1. 

The amperometric response of the N,B-HRGO electrode in the presence of the physiologically 

important molecules that have the potential to interfere with the amperometric signal was also tested. 

Figure 4d shows the amperometric response of the electrode in the presence of glucose, urea and 

ascorbic acid. There was no interference observed for glucose (10 mM) and urea(10 mM). However, 

in the presence of ascorbic acid even at 1 mM, a substantial interference occurred (Figure 4d). 

 

Figure 4. Dissolved oxygen (DO) sensing of N,B-HRGO electrode. (a): Amperometric response of N,B-

HRGO during nitrogen purging, initial DO concentration of 8.8 mg·L−1 O2 and final DO concentration 

of 1.5 mg·L−1. (b): Amperometric response at varying DO concentration. (c): calibration curve for N,B-

HRGO electrode. (d): sensor response after the subsequent addition of glucose, urea and ascorbic acid 

(each 1 mM). 

 

Figure 5. Real-time DO measurement with the N,B-HRGO electrode during an Amycolatopsis 

methanolica fermentation (a). N,B-HRGO electrode response during repeated exposure of the growth 

medium to dissolved oxygen (b). 

Figure 4. Dissolved oxygen (DO) sensing of N,B-HRGO electrode. (a): Amperometric response
of N,B-HRGO during nitrogen purging, initial DO concentration of 8.8 mg·L−1 O2 and final DO
concentration of 1.5 mg·L−1. (b): Amperometric response at varying DO concentration. (c): calibration
curve for N,B-HRGO electrode. (d): sensor response after the subsequent addition of glucose, urea and
ascorbic acid (each 1 mM).

The sensor measurement for each electrode was repeated four times with alternate increasing
and decreasing DO concentration (two cycles of a one-cycle experiment are shown in Figure 4c) and
reproducible current values were obtained. The performance of the sensor is comparable with other
reported work, which is shown in Table 1.
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Figure 5. Real-time DO measurement with the N,B-HRGO electrode during an Amycolatopsis methanolica
fermentation (a). N,B-HRGO electrode response during repeated exposure of the growth medium to
dissolved oxygen (b).
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Table 1. Comparison with other existing amperometric dissolved oxygen sensor.

Sensor Material Potential (V) Limit of Detection Linear Response Range Sensitivity Ref.

N,B-HRGO 1 −0.4 0.1 mg/L 1.5–10.0 mg/L 0.2 µA L mg−1 This work
CoTRP/GO 2 −0.05 0.19 mg/L 0–21.24 mg/L 0.104 mA cm−2 [38]

Hemin/polypyrrole/Ag 3 −0.7 - 2–7 mg/L 8.5 µA L mg−1 [27]
Nickel/Salen/Platinum 4 −0.25 0.17 mg/L−1 3.95–9.2 mg/L 0.9 µA L mg−1 [23]

Graphene/Ag 5 −0.3 0.031 µM 1–120 µM 0.205 µA µmol−1 [31]
Au-BDD 6 −0.5 4 mg/L 10–50 mg/L 1.4µA L mg−1 [22]

Au nanoparticles (IPE) 7 − 0.11 mg/L 0–8 mg/L 0.03 µA L mg−1 [24]
[Cu4(apyhist)4]4+/FF-
MNT-coated/GCE 8 −0.4 0.1 mg/L 0.2–3.0 mg/L 25 µA cm−2 L mg−1 [28]

HOOC-2 AQ/AMWCNTs 9 −0.518 0.02 mg/L 0.2–6.8 mg/L 5 µA L mg−1 [36]
GNP/MWNTs-FeTMAPP 10 −0.25 0.01 mg/L 0.01–5.8 mg/L 59.4 µA mM−1 [33]

SiO2/SnO2/MnPc 11 −0.3 0.02 mg/L 0–253 µM/L 0.147 µA L µmol−1 [35]
βCDSH/FeTMPyP/

CDAuNP 12 −0.15 0.02 mg/L 0.2–6.5 mg/L 5.5 µA L mg−1 [29]

poly(Nile blue)/GCE 8 − 0.01 mg/L 0.02–0.4 mg/L - [32]
cobalt tetrasulfonated

pthalocyanine/poly-l-lysine −0.16 0.09 mg/L 0.2–8 mg/L 11 µA cm−2 L mg−1 [34]

FeTsPc/FeT4MPyP 13 −0.15 0.06 mg/L 0.2–6.4 mg/L 4.12 µA L mg−1 [30]

Nitrogen, boron doped hydrothermally reduced graphene oxide (N,B-HRGO) 1; [tetrakis-bisdimethylbipyridine-
chlororuthenium(II)]-5,10,15,20-tetrapyridylporphyrinatecobalt complex (CoTRP)/Graphene oxide (GO) 2; Silver
(Ag) 3,5; N,N′-ethylenebis(salicylideneiminato) (Salen) 4; Boron doped Diamond (BDD) 6; Ink-jet printed electrodes
(IPE) 7; Cyclic-tetrameric copper(II) species containing the ligand (4-imidazolyl)ethylene-2-amino-1-ethylpyridine
(apyhist) self-assembled with L-diphenylalanine micro/nanostructures ([Cu4(apyhist)4]4+/FF-MNT) 8;
glassy carbon electrode (GCE) 8; Nanowires of (anthraquinone-2-carboxylic acid/amino functionalized)
multiwalled carbon nanotubes (HOOC-2-AQ/AMWCNTs) 9; Multiwalled carbon nanotubes
(MWCNTs) 9; Gold nanoparticles (GNP) 10; Iron picket-fence porphyrin (FeTMAPP) 10; Manganese(II)
phthalocyanine (MnPc) 11; Mono-(6-deoxy-6-mercapto)-β-cyclodextrin (βCDSH) 12; Iron(III)
tetra-(N-methyl-4-pyridyl)-porphyrin (FeTMPyP) 12; Cyclodextrin-functionalized gold nanoparticles (CDAuNP) 12;
Iron(III) tetra-(N-methyl-pyridyl)-porphyrin (FeT4MPyP) 13; Iron(II) tetrasulfonated phthalocyanine (FeTsPc) 13.

The amperometric response of the N,B-HRGO electrode in the presence of the physiologically
important molecules that have the potential to interfere with the amperometric signal was also tested.
Figure 4d shows the amperometric response of the electrode in the presence of glucose, urea and
ascorbic acid. There was no interference observed for glucose (10 mM) and urea(10 mM). However,
in the presence of ascorbic acid even at 1 mM, a substantial interference occurred (Figure 4d).

3.4. Real-Time Monitoring of Dissolved Oxygen during the Growth of Amycalotopsis methanolica

To demonstrate the feasibility of the sensor to use in real applications, the amperometric response
of the N,B-HRGO electrode to detect dissolved oxygen during the growth of A. methanolica fermentation
was tested. The presence of oxygen in the growth medium is essential for the growth of A. methanolica.
The amperometric response of the N,B-HRGO electrode during the growth of A. methanolica is shown
in Figure 5a. The sensor response is stable during the lag phase in which growth is not yet started
and decreased exponentially during the subsequent exponential growth phase. When the bacteria
completely consumed the oxygen, the growth ceased and the sensor response stabilized at 0 mg·L−1 O2.
The stability and reproducibility of the sensor in the complex fermentation medium were also explored.
After A. methanolica consumed the oxygen, air was bubbled through the growth medium until the
DO concentration reached 6.6 mg·L−1 O2 (Figure 5b). The bacteria immediately consumed the newly
supplied O2 and reduced the DO concentration in the growth medium. The electrode quickly responded
to this rapid change in DO concentration. This procedure was repeated two more times and the
electrode responded reproducibly to this alternating O2 supply and O2 consumption. The limitation
of the carbon-source was prevented by the addition of 100 µL of 1 M glucose after the first cycle,
immediately after the air bubbling was stopped (arrow in Figure 5b shows the time of addition).
It is worth mentioning that the electrode detected oxygen in the fermentation medium without the
need for an oxygen-permeable membrane to prevent that unwanted side-reactions take place at the
electrocatalytic surface. Moreover, the demonstrated sensitivity, stability and fast response time of
the N,B-HRGO electrode in a 0.1 M KNO3 solution and complex growth medium showed that the
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electrode could be used as an amperometric sensor for real-time monitoring of dissolved oxygen
in fermentations.

4. Conclusions

Nitrogen and boron-doped reduced graphene oxide was studied as an electrode material
for amperometric detection of dissolved oxygen. Cyclic voltammetry was used to evaluate the
electrocatalytic activity of N,B-HRGO, in a neutral electrolyte. The amperometric sensing method was
used to detect dissolved oxygen in 0.1 M KNO3. The sensitivity of 0.2 µA/mg·L−1 O2 was calculated
for a DO concentration between 1.5 and 10.0 mg·L−1 O2. The applicability of the sensor in microbial
fermentation was also tested using the aerobic bacterium A. methanolica. The response of the sensor
correlated nicely with the oxygen consumption of the bacteria during the growth. The electrode without
an oxygen-permeable membrane was tested in a complex fermentation medium. We showed that the
(redox-active) components in the fermentation medium did not interfere with the measurements of
DO using the N,B-HRGO electrode.
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