
 

 

 University of Groningen

Filter paper based SERS substrate for the direct detection of analytes in complex matrices
Siebe, Harmke S.; Chen, Qinglu; Li, Xinyuan; Xu, Yikai; Browne, Wesley R.; Bell, Steven E. J.

Published in:
Analyst

DOI:
10.1039/d0an02103b

IMPORTANT NOTE: You are advised to consult the publisher's version (publisher's PDF) if you wish to cite from
it. Please check the document version below.

Document Version
Publisher's PDF, also known as Version of record

Publication date:
2021

Link to publication in University of Groningen/UMCG research database

Citation for published version (APA):
Siebe, H. S., Chen, Q., Li, X., Xu, Y., Browne, W. R., & Bell, S. E. J. (2021). Filter paper based SERS
substrate for the direct detection of analytes in complex matrices. Analyst, 146(4), 1281-1288.
https://doi.org/10.1039/d0an02103b

Copyright
Other than for strictly personal use, it is not permitted to download or to forward/distribute the text or part of it without the consent of the
author(s) and/or copyright holder(s), unless the work is under an open content license (like Creative Commons).

The publication may also be distributed here under the terms of Article 25fa of the Dutch Copyright Act, indicated by the “Taverne” license.
More information can be found on the University of Groningen website: https://www.rug.nl/library/open-access/self-archiving-pure/taverne-
amendment.

Take-down policy
If you believe that this document breaches copyright please contact us providing details, and we will remove access to the work immediately
and investigate your claim.

Downloaded from the University of Groningen/UMCG research database (Pure): http://www.rug.nl/research/portal. For technical reasons the
number of authors shown on this cover page is limited to 10 maximum.

Download date: 24-05-2023

https://doi.org/10.1039/d0an02103b
https://research.rug.nl/en/publications/cae80695-6230-47d6-90b4-27f0d75ef731
https://doi.org/10.1039/d0an02103b


Analyst

PAPER

Cite this: Analyst, 2021, 146, 1281

Received 23rd October 2020,
Accepted 4th January 2021

DOI: 10.1039/d0an02103b

rsc.li/analyst

Filter paper based SERS substrate for the direct
detection of analytes in complex matrices†

Harmke S. Siebe, ‡a Qinglu Chen,‡b Xinyuan Li,b Yikai Xu, *b

Wesley R. Browne a and Steven E. J. Bell *b

Surface-enhanced Raman spectroscopy (SERS) is an emerging analytical technique for chemical analysis,

which is favourable due to its combination of short measurement time, high sensitivity and molecular

specificity. However, the application of SERS is still limited, largely because in real samples the analyte is

often present in a complex matrix that contains micro/macro particles that block the probe laser, as well

as molecular contaminants that compete for the enhancing surface. Here, we show a simple and scalable

spray-deposition technique to fabricate SERS-active paper substrates which combine sample filtration

and enhancement in a single material. Unlike previous spray-deposition methods, in which simple col-

loidal nanoparticles were sprayed onto solid surfaces, here the colloidal nanoparticles are mixed with

hydroxyethyl cellulose (HEC) polymer before application. This leads to significantly improved uniformity in

the distribution of enhancing particles as the film dries on the substrate surface. Importantly, the polymer

matrix also protects the enhancing particles from air-oxidation during storage but releases them to

provide SERS enhancement when the film is rehydrated. These SERS-paper substrates are highly active

and a model analyte, crystal violet, was detected down to 4 ng in 10 μL of sample with less than 20%

point-by-point signal deviation. The filter paper and HEC effectively filter out both interfering micro/

macro particles and molecular (protein) contaminants, allowing the SERS-paper substrates to be used for

SERS detection of thiram in mud and melamine in the presence of protein down to nanogram levels

without sample pre-treatment or purification.

Introduction

Surface-enhanced Raman spectroscopy (SERS) has been exten-
sively investigated as a technique for rapid chemical analysis
which, due to its combination of short measurement time,
high sensitivity and molecular specificity, could potentially
exceed the performance of existing techniques at reasonable
cost by exploiting affordable compact Raman spectrometers.1–3

Current SERS substrates can be generally categorised into
solid and liquid-based substrates. For on-site detection, solid
substrates are convenient to use and are normally preferred
over colloids, but they are typically more expensive to produce
and/or present challenges with uniformity.4–6 Conversely,
assemblies of noble metal nanoparticles, in particular salt-

aggregated Au and Ag colloids, are very widely used because
they are simple to prepare and provide strong enhancement.7

However, a fundamental problem with colloids is that they
need to be aggregated, which is a dynamic process that even-
tually leads to nanoparticle precipitation. This means that
with aggregated colloids there is a specific time window, nor-
mally within minutes, during which the optimal SERS
enhancement can be achieved.8,9 Other practical problems
with colloids are that, even without addition of aggregating
agents, they are inherently unstable and can be difficult to
store. In addition, they require liquid handling procedures
that are undesirable for field applications. As a result, their
use has been largely limited to the study of pure samples in
well-controlled laboratory settings.

We have previously addressed these issues by preparing solid
substrates containing stable aggregates of Au and Ag nano-
particles which are held in a dry, protective polymer host.
Specifically, addition of hydroxyethyl cellulose (HEC) to simple
salt aggregated colloids creates a viscous solution, which can be
subsequently dried into easy-to-handle free-standing films.4,10,11

Importantly, in contrast to commonly used polymer capping
agents, such as polyethylene glycol and polyvinylpyrrolidone,12,13

HEC does not adsorb strongly onto the surface of the nano-
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particles. As a result, films can be reactivated by simply swelling
the HEC with analyte dissolved in water or a range of other sol-
vents. During the swelling process, the surfaces of the colloidal
aggregates in the HEC films become exposed to the analyte,
which can then adsorb onto them and be detected by SERS.
Notably, the dry HEC matrix protects the particle aggregates from
oxidation in storage and films have been shown to maintain 70%
of their SERS activity even after one year.4

Here, we extend our previous work by developing a spraying
method that allows SERS-active coatings, composed of nano-
particles stabilized in HEC, to be applied to solid supports of
any size or shape. Since the material can be applied in much
the same way as conventional paint (which also typically con-
tains nanoparticles in a polymer binder), the process is both
highly scalable and extremely flexible, so that a broad range of
solid materials can be used as a support. Here we have illus-
trated the utility of the method by spraying coatings onto filter
paper supports to create SERS-paper films. Since sample dro-
plets can be applied to the reverse side of the substrate and
are automatically filtered as they soak through the paper to
reach the active particle layer, direct analysis of complex
samples with micro/macro particulate contaminants, such as
thiram in muddy water and melamine in protein solutions, is
possible. Previous methods of introducing colloidal nano-
particles onto porous materials, such as filter paper,14–17 nitro-
cellulose membranes18 and polymer filter,19–21 or adsorbent
materials, such as ultra-thin chromatography boards,22,23

allowed for sample filtering. However, since the nanoparticles
in these substrates are exposed to air, they typically have a
short shelf life ranging from hours to days.24 As a result, these
substrates must typically be freshly prepared prior to perform-
ing SERS analysis. In contrast, our method is a clear improve-
ment, since the aggregates are protected by the encapsulating
polymer, which means they retain their activity even if stored
for extended periods. Moreover, the presence of the HEC
polymer allows the nanoparticle aggregates to be deposited
uniformly on the paper substrate, which has been extremely
challenging for simple colloids dried onto solid supports.25,26

Experimental
Chemicals

Gold(III) chloride hydrate (>99%), sodium chloride (>99.5%,
sodium citrate tribasic dihydrate (>99%), thiram (97%), crystal
violet dye (anhydrous, ≥90.0%), albumin (98%), melamine
(>99%), and Whatman filter paper were purchased from
Sigma-Aldrich. Hydrochloric acid, nitric acid and hydroxyethyl
cellulose were purchased from Honeywell Fluka. Milli-Q water
(18.2 MΩ cm−1) was used for all aqueous solutions. All glass-
ware was cleaned with aqua regia then washed with Milli-Q
water before use.

Preparation of SERS-paper films

In initial studies, hydroxylamine reduced silver colloid (HRSC)
was prepared according to Leopold’s method.27 48 mL of the

colloid was concentrated by centrifugation to 15 mL. MgSO4

(1.0 mL, 1.0 M) was used to pre-aggregate the colloid before
adding HEC (96 mg, 0.6 w/v%). Mechanical stirring was used
to obtain a homogeneous mixture, which was sprayed onto
filter paper. All substrates for SERS studies were prepared
using the following optimised method: HEC (0.31 g in 31 mL
H2O, 1 wt%) was dissolved in water overnight using a mechani-
cal stirrer, forming a slightly viscous transparent solution.
Citrate reduced gold colloid (CRGC) was prepared by the
Turkevich method28 and 48 mL of the colloid was concentrated
by centrifugation to 9 mL. 1 mL of 1 M NaCl (aq.) was added
to aggregate the colloid after which 10 mL of pre-dissolved
HEC was added for stabilization. The mixture was stirred for
30 min before applying it to an airbrush. An ABEST dual
action airbrush AB30 equipped with an ABEST air compressor
AS186 was used to spray the HEC–CRGC mixture onto filter
paper. A typical SERS substrate was obtained by spray-coating
5 × 20 mL of the HEC–CRGC mixture at an air pressure of
10 psi, with the outflow screw opened by 1 mm, which corre-
sponded to a flow rate of 20 mL per hour. The distance
between the airbrush and substrate was set at 32 cm. The
polymer–colloid mixture was sprayed onto Whatman filter
paper (∅ = 70 mm) grade 1 (pore size = 11 μm). The product
SERS-paper substrate was cut into 5 × 5 mm2 pieces using
normal scissors and could be stored under dry conditions at
room temperature.

Instrumentation

For SERS measurements 10 μL of analyte (aq.) were dried onto
either the paper or the nanoparticle side of the substrate.
Irrespective of which side the analyte was added onto, Raman
spectra were always recorded from the nanoparticle side of the
substrate. Samples of thiram in muddy water contained 0.08 g
mL−1 of sand. Samples of melamine in protein solution con-
tained 3 wt% albumin. SERS spectra were recorded using a
PerkinElmer 785 nm Raman system equipped with a Raman-
Micro 200 microscope with a 10× objective lens, a spot size of
60 μm and power of 18 mW. SERS data were collected using an
accumulation time of 20 s. SERS intensity maps were recorded
using a WITec 785 nm Raman system, equipped with a 20×
objective lens, with a laser power of 4 mW and a laser spot size
of 2.4 μm. Areas of 25 μm × 25 μm were measured using 150
lines with 150 points per line and an accumulation time of 0.1
s per point. Scanning electron microscopy (SEM) images were
recorded using a Quanta FEG 250 system at an acceleration
voltage of 20 kV under high chamber pressure 1.15 × 10−5

mbar with standard copper tape as background. Atomic force
microscopy (AFM) was conducted using a Nanosurf Flex AFM
in dynamic force mode with Tap190Al-G cantilevers.

Results and discussion
Optimisation of SERS-paper films

Paper-based SERS substrates have previously been prepared by
drop-casting colloids onto paper surfaces or by dip-coating
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paper into colloids.15–17,29,30 However, these methods typically
lead to a very non-uniform distribution of nanoparticles on
the substrate surface which results in relative standard devi-
ations (RSD) of ca. 60%.24 Conversely, it has been shown that
spray-coating colloids onto paper surfaces can lead to much
more uniform particle distributions, which significantly
decreases the SERS RSD to ca. 20%.24,31 Therefore, spray-
coating was chosen here as the method of deposition (Fig. 1).
Previous work performed using spray-coating to deposit nano-
particles onto filter paper surfaces used simple unaggregated
colloids, which during the spraying process formed microdro-
plets of colloidal solution that dried almost immediately as
random aggregated clusters on the surface of filter
paper.24,31,32 In this work, the nanoparticle solution needed to
be pre-aggregated before HEC addition, since the nano-
particles are applied as a colloid–HEC polymer mixture in
which the viscosity of the polymer hinders aggregation, even
before evaporation and to a greater extent as the solution
dries. Therefore, it was important to find the optimum concen-
tration of aggregating agent and HEC polymer. Ideally, the
colloid should be sufficiently aggregated to give strong SERS
enhancement in the polymer solution, but remains well-dis-
persed throughout the polymer film rather than forming
poorly dispersed large aggregates. It was found that, with the
citrate reduced gold colloid (CRGC) used in this work, addition
of 1 mL of 1 M NaCl (aq.) to 9 mL of concentrated colloid gave
films with well-dispersed SERS particle clusters (see below).

The second set of experimental parameters to be optimised
was the HEC concentration in the solution and the spraying
conditions (distance from the target and spray rate). To mini-
mise the spraying time, the polymer concentration was set at
the highest value which still had a sufficiently low viscosity to
allow the mixture to be sprayed. This concentration was deter-
mined by trial and error to be 1% w/w. In addition, to ensure
the deposition of a uniform and strongly attached layer of HEC
aggregates on the surface of the paper support, it is important

to regulate the flow rate and the airbrush–paper distance. The
latter parameter is important because the sprayed droplets will
start to lose solvent as soon as they leave the spray nozzle and
they need to reach the surface before drying completely, so
that they are sufficiently wet to form a continuous film on the
support’s surface. The optimised airbrush–paper distance and
air pressure conditions were found to be 32 cm and 10 psi,
respectively (see Experimental for details).

Fig. 2A shows an example of a film sprayed onto a planar
glass support, where an optical image under oblique illumina-
tion demonstrates that, although the deposited film is con-
tinuous and appears uniform under normal visual inspection,
the surface is slightly uneven. However, the uniformity of the
film is clearly better than other conventional methods, such as

Fig. 1 Illustrations of (left) the substrate preparation by spray-coating, (middle) the filtration of analyte from (A) sand or (B) protein by application of
sample on the paper side and (right) the detection of analyte on the nanoparticle side of the substrate using a Raman laser.

Fig. 2 A typical area of glass support covered with a 1 wt% HEC solu-
tion observed with an (A) optical and (B) atomic force microscope. (C)
Line scan corresponding to the line in B, showing the height profile of
the HEC on the surface of the glass substrate. (D) 3D view of the area in
B.
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drop-casting, which dries into a very non-uniform nanoparticle
coffee-ring.21,26,33–35 The corresponding AFM images of the
film on glass (Fig. 2B–D) indeed show that the film is not fea-
tureless but rather is composed of fused flatted disks <100 μm
in diameter and <1 μm thick, which are the result of partly
dried droplets sticking to the surface and then evaporating to
dryness. Even at a fixed distance, the optimum spray rate
depends on the substrate. For ease of preparation, the spray
rate should be as high as possible, but it must be lower than
the evaporation rate of the deposited droplets, otherwise the
HEC–nanoparticle solution accumulates on the surface and
finally drips off the support. This is less problematic on
adsorbing supports such as paper or textiles where the solvent
can wick into the material as well as evaporate from the
surface.

Fig. 3 shows images of a piece of aggregated colloid–HEC
paper (SERS-paper) produced under optimised experimental
conditions. As shown in the optical image (Fig. 3A), the film is
dark purple/grey which resembles the colour of the parent
HEC aggregated CRGC (see Fig. S1†) and indicates that the
plasmonic absorption of the aggregates is preserved through-
out the spraying process. An illustration that the HEC–particle
solution behaves like a paint coating is shown in Fig. 3B,
which compares the SEM images of filter paper sprayed for
different times. It is clear that the HEC gradually covers the
cellulose fibres, filling in the voids between them until it
forms a uniform film deposit. This was confirmed with SEM
imaging of the cross-section of a piece of the SERS-paper film,

as shown in Fig. S2.† Consistent with our AFM measurements
discussed above, the SEM cross-section images showed that
the HEC layer on the surface of the filter paper was lumpy and
several hundreds of nm thick. Fig. 3C shows that on the tens
of mm scale, the nanoparticles in the SERS-paper are distribu-
ted as randomly embedded clusters. Using high magnifi-
cations (Fig. 3D), the clusters were found to be composed of
approximately 10–100 randomly assembled nanoparticles. As
shown in Fig. S3,† the distribution and density of the clusters
means that there are areas of ∼500 nm2 which are empty, this
would result in some areas giving zero signal when the laser
spot size used to record the SERS signal was of that order of
magnitude. Here, however, the laser had a 60 μm diameter
spot size, which is much larger than the size of the individual
aggregates or the spaces between them, which meant that
there were no blank areas and indeed the measured SERS
signals were averaged from several thousand aggregates each
time.

Determination of the SERS properties of the SERS-paper films

Fig. 4 shows the SERS signature of a typical SERS-paper film.
The spectrum is dominated by a band at 268 cm−1, which
corresponds to the Au–Cl vibration arising from the adsorbed
monolayer of chloride ions on the surface of the gold aggre-
gates. Interestingly, although the gold aggregates were
embedded directly in HEC, the polymer did not give rise to
observable Raman bands in the SERS spectra, suggesting that,
although the polymer surrounds the aggregates, it does not
penetrate into the nanogap “hot spots” between the particles
during the drying process. The SERS uniformity and batch-to-
batch reproducibility of the sprayed films was characterised by
two different samples of SERS-paper films prepared as ca.
1225 mm2 sheets, which were divided into ≥30 pieces (ca.
25 mm2 in size). The intensity of the Au–Cl vibration, moni-
tored on five different spots on each piece, is shown in Fig. 5,
where the RSD in average signal intensities was found to be
19.1% and 20.0% in substrate A and B, respectively. This is

Fig. 3 (A) Optical image of a typical piece of SERS-paper. (B) (top) SEM
images of filter paper sprayed with 16 mL of a concentrated aggregated
HRSC in 0.6 wt% HEC solution and (bottom) 100 mL of the optimised
SERS-paper 1 wt% HEC aggregated CRGC solution. (C) SEM image
showing the distribution of nanoparticle aggregates within a 60 μm dia-
meter laser spot in the SERS-paper substrate. (D) SEM image showing
the aggregates in the HEC matrix of the SERS-paper at high
magnification.

Fig. 4 SERS spectrum of the nanoparticle side of the SERS-paper film
(purple). Raman spectrum of HEC powder (orange). The spectra are
scaled for comparison.
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comparable to the RSD reported for other sprayed SERS sub-
strates in literature23,24,31,32 and superior to the RSD of paper
SERS substrates fabricated through dip-coating.24 Moreover,
the average signal intensities between the two batches of

SERS-paper only differed by 3%, which demonstrates the high
reproducibility of the spray-coating approach.

Interaction of SERS-paper films with analyte solutions

While the uniformity test above gives a good indication of the
distribution of enhancing particles in the dry films, it is
important to note that in use the analyte will be applied as a
liquid droplet, which swells the film before drying down onto
the particles and could potentially give rise to inhomogeneous
drying effects. Therefore, further uniformity tests were carried
out using crystal violet (CV) as analyte. Initial tests applying
droplets of various CV concentrations to the nanoparticle side
of the film and drying the sample, showed that the intensity of
the signals grew in the conventional manner, starting from a
concentration of 10−6 M (4 ng of analyte in 10 μL sample) with
a smooth increase in intensity up to the saturation concen-
tration at ca. 5 × 10−5 M, above which the signal plateaued as
the enhancing surface became saturated (Fig. 6A).
Representative SERS spectra of 10 μL of 10−5 M CV dried on
the nanoparticle and paper side of the substrate are shown in
Fig. 6B. The SERS spectra were always recorded from the nano-
particle side, no matter on which side the sample was applied.
A concentration of 10−4 M, which was just above the saturating
concentration, was used for a uniformity test. Fig. 6C shows
the Raman intensity maps of the CV band at 1172 cm−1

measured over a 25 μm × 25 μm area of an analyte droplet
dried on the nanoparticle and the paper side of the substrate
(see also Fig. S4 and 5†). The SERS signal of CV was found to
be relatively constant in both cases. Notably, there was no evi-
dence of the local high intensity regions that are characteristic
of the coffee-rings which are often observed on solid SERS
substrates.

Interestingly, the RSD of the SERS signal of CV deposited
on the nanoparticle side of the substrate was ca. 9.8%, which

Fig. 5 SERS intensity of the 268 cm−1 band in each of the pieces cut
from prepared films A (top) and B (bottom). Each data point represents
the average value from five SERS spectra and error bars show the RSD.
The RSD of the average values were 19.1% for film A and 20.0% for film
B.

Fig. 6 (A) SERS intensity of the 1172 cm−1 band of CV dried on the nanoparticle side of the substrate at different concentrations. Data points are an
average over 5 measurements and error bars represent the SD. (B) SERS spectra obtained from drying 10 μL of 10–5 M CV solution onto the nano-
particle (purple) and paper (orange) side of the SERS-paper film. (C) Intensity maps of the 1172 cm−1 band of an area of 25 μm × 25 μm of a droplet
of 10 μL 10−4 M CV dried on the nanoparticle (left) and paper (right) side of the SERS-paper film.
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is smaller than the ca. 20% value of the parent film. It is poss-
ible that this is due to redistribution of the enhancing aggre-
gates during the swelling/redrying process, causing further
randomisation of the location of the enhancing particle clus-
ters, which reduces the point-to-point variability of the film. Of
course, the more interesting test was that where the sample
was applied to the paper side of the film, since this is required
if the paper is to act as a filter for analysing complex samples.
Since the CV solution should be free to penetrate the paper
and swell the polymer, it was expected that similar intensity
signals of CV would be observed irrespective of the side that
CV was applied to. In fact, it was clear that CV was significantly
impeded by the intervening filter paper layer, as a 10−5 M test
solution, which gave ca. 50 000 cts when applied to the
polymer–nanoparticle face, gave a signal of just 5000 cts when
applied to the paper side (Fig. 6B). Clearly, the paper layer hin-
dered the access of adsorbing dyes to the enhancing layer on
the reverse face. Hence, the films can be used as filters which
can select against molecules that adsorb to the paper fibres
and thereby prevent them from penetrating through to the
enhancing nanoparticle layer.

Detection of analytes in complex solutions

While the test experiments with CV discussed above are prom-
ising, our main objective is detecting analytes of interest while
simultaneously excluding interfering materials. This is
because the samples in many real-life field-testing applications
are not clean aqueous solutions, but rather complex mixtures.
These mixtures contain components such as suspended
micro/macro particles, which cause turbidity, or molecular
contaminants that can compete for the enhancing nano-
particle surface. Here we have chosen two simple test systems
to investigate the potential of our SERS substrate for combin-
ing direct analysis with removal of interfering components
from contaminated samples.

The first test analyte chosen was thiram, which is a repre-
sentative of sulfur-based organic fungicides that are potential
toxic pollutants in water and soil.36 Thiram has a strong
affinity for noble metal nanoparticles because it contains a di-
sulfide functional group. This high affinity allowed it to be
detected down to 10−7 M (ca. 0.24 ng total analyte in 10 μL
sample) when applied as a pure aqueous solution to the nano-
particle side of the SERS-paper films (Fig. S6†). However, when
a droplet of thiram solution in water which was contaminated
by sand to represent a soil sample, was applied directly onto
the nanoparticle side of the sprayed films, the sand particles
masked the enhancing aggregates from the laser light. As a
result, SERS signals of thiram were not observed, even at high
(10−4 M) concentrations (Fig. S7†). In contrast, when the con-
taminated solution was introduced from the filter paper side
of the sprayed films, the solid particulates were filtered from
the solution but the strong thiram signals were retained.
Indeed, as shown in Fig. 7, the response of the SERS-paper
film to the clean and sandy thiram solutions was almost iden-
tical. The slopes of the linear calibration plots over the 10−6 M
to 10−4 M concentration range differed by <1%. Impressively,

even for the contaminated samples, the correlation coefficient
of the calibration line was >0.98 over the linear calibration
range.

The second test analyte chosen was melamine, a nitrogen-
rich compound which has been illegally added to milk to
increase the apparent protein content, a practice which has led
to infant deaths.37 Melamine can spontaneously adsorb to
noble metal nanoparticle surfaces and in pure aqueous solu-
tion was detected down to 10−4 M (ca. 126 ng) and 5 × 10−5 M
(ca. 63 ng) when applied from the paper and nanoparticle side
of the SERS-paper films, respectively (Fig. S8†). However, in
milk samples the large number of strongly adsorbing protein
molecules compete with melamine for surface sites, making
SERS detection of melamine in milk very challenging. As a
result, various methods to remove or deactivate the protein
prior to SERS analysis have been developed.38–40 However, as
shown in Fig. 8, strong melamine signals could be directly
detected for melamine/albumin solutions using SERS-paper
films. When the sample was applied to the paper side of the
substrate, the detection limit of melamine (calculated as the
point where signal = 3σs ∼ 3 × 150 cts s−1) was 5 × 10−5 M (ca.
63 ng), the same as when there was no protein present,
showing the effectiveness of film in filtering albumin. Using
the most intense sample band at 706 cm−1, the linear quantifi-
cation range was from 10−5 M to 10−2 M with an R2 of 0.97.
Interestingly, it was found that SERS signals of melamine
could also be detected when the melamine/albumin solution
was applied directly from the nanoparticle side of the films

Fig. 7 SERS intensity of different concentrations of aqueous thiram
solutions with (grey) and without (orange) sand contamination, both
applied from the paper side of the SERS-paper. Data points are an
average over 5 measurements and error bars represent ±1 SD. Lines are
obtained using a best fit log function (top). The SERS spectra of several
solutions of thiram contaminated with sand applied to the paper side of
the substrate show the detection limit of 10−6 M (bottom).
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and that the signals were very similar to those obtained from
the paper side. It has been shown that protein molecules have
a strong affinity towards HEC.29 This suggests that within the
SERS-paper the HEC matrix can act as a molecular filter to
remove proteins and it is this effect which allows melamine to
be analysed directly in protein solutions. In this case, the
paper support plays only a minor role in preventing inter-
ference by the protein, although the slightly larger signals
observed for high concentration solutions when the sample is
introduced from the paper side, suggests it does give a detect-
able improvement.

The detection of analytes such as thiram and melamine in
real-life samples carried out under laboratory conditions nor-
mally involves complex sample clean-up steps and use of
expensive equipment, such as liquid chromatography-mass
spectroscopy systems that combine separation and
detection.41,42 Although this allows extremely low concen-
trations (sub-nanomolar) of analyte to be detected, it is expen-
sive and time consuming. In contrast, the SERS-paper films
allow samples present in complex environments to be detected
directly, without sample preparation, within seconds using in-
expensive materials and instruments. For both thiram and
melamine the limit of detection is higher than is possible for
conventional chromatographic analysis but, critically, is below
the lethal concentration level of thiram in fish/rats43,44 and the
amount of melamine found in the contaminated milk powder
incidents in China,45 respectively.

Conclusion

Rapid and inexpensive methods for sensitive and quantitative
detection of chemical compounds in complex matrices are sig-
nificant for a variety of applications. While SERS offers a
potential solution to this problem, developing methods to fab-
ricate substrates which provide the appropriate balance of
enhancing properties and cost effectiveness is challenging. In
this work, we present a cost effective and scalable spray-
coating method to fabricate SERS-paper substrates with the
combined ability of sample clean-up and Raman signal
enhancement. In contrast to conventional methods, in which
exposed nanoparticles are deposited onto substrate surfaces,
our method involves spraying plasmonic nanoparticles mixed
with solubilised HEC polymer. When dry, this polymer forms
a protective matrix around the enhancing particles, thereby
significantly hindering oxidation of the enhancing noble
metal nanoparticle aggregates. Upon contact with aqueous
solutions, however, the polymer rehydrates and swells and acti-
vates the enhancing properties of the embedded nanoparticle
aggregates. Even with simple aggregated citrate-reduced gold
nanoparticles as the plasmonic component, the SERS-paper
films were highly active and allowed detection of crystal violet
(CV) down to 4 ng in 10 μL of sample. Moreover, the HEC
matrix and paper support combine to act as a filter, which
removes competing molecules and light scattering particulate
contaminants that otherwise interfere with analysis. This
allowed samples of thiram in muddy water and melamine in
solutions containing albumin to be directly and quantitatively
detected down to ng levels. The spray-coating method devel-
oped in this work can be potentially combined with a con-
veyer-belt setup for industrial scale production of SERS sub-
strates, which, when combined with portable Raman spec-
trometers, offers a cheap, rapid, convenient and sensitive
approach for on-site chemical analysis.

Author contributions

H. S. S. contributed to data curation, formal analysis, investi-
gation, methodology development, visualisation, writing-orig-
inal draft. Q. C. contributed to data curation, formal analysis,
investigation, methodology development, visualisation. X. L.
contributed to data curation, formal analysis,
investigation. Y. X. contributed to conceptualisation, data cura-
tion, formal analysis, project administration, supervision, vali-
dation, writing-review and editing. W. R. B. contributed to
funding acquisition, supervision, writing-review and
editing. S. E. J. B. contributed to conceptualisation, formal
analysis, funding acquisition, resources, supervision, vali-
dation, writing-review and editing.

Conflicts of interest

There are no conflicts to declare.

Fig. 8 SERS intensity of different concentrations of aqueous melamine
solutions with albumin applied from the paper (orange) or the nano-
particle (purple) side of the SERS-paper. Data points are an average over
5 measurements and error bars represent the SD. Lines are obtained
using a best fits log function (top). The SERS spectra of several solutions
of melamine contaminated with albumin applied to the paper side of
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